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Abstract
Patients diagnosed with Parkinson’s disease (PD) often associate with tremor. Among
other symptoms of PD, tremor is the most aggressive symptom and it is difficult to
control with traditional treatments. This thesis presents the assessment of Parkinsonian
hand tremor in both the time domain and the frequency domain, the performance of a
tremor estimator using different tremor models, and the development of a novel
mechatronic transmission system for a wearable tremor suppression device. This
transmission system functions as a mechatronic splitter that allows a single power source
to support multiple independent applications. Unique features of this transmission system
include low power consumption and adjustability in size and weight. Tremor assessment
results showed that the hand tremor signal often presents a multi-harmonics pattern. The
use of a multi-harmonics tremor model produced a better estimation result than using a
monoharmonic tremor model.
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Chapter 1

1

INTRODUCTION

Parkinson's disease (PD) is considered to be the second most prevalent chronic
neurological disease after Alzheimer's disease among the elderly. According to recent
epidemiological studies [1–5], the estimated incidences of PD in Canada, USA, UK,
Australia and China range from 16 to 450 per 100,000 persons. Higher incidences of PD
were found among elderly people. The overall numbers are growing each year and are
estimated to double in the next 15 years in both developing and developed countries [5–
8]. As worldwide life span has increased, the progressive and chronic nature of PD has
led to a substantial economic burden on health care systems and individual patients [7, 9–
12]. Understanding and finding an optimal treatment for PD are crucial to both the
individual patients and society. The most obvious symptoms of PD are motor related.
These include tremor, rigidity, slowness of movement and difficulty with walking and
gait [13]. Tremor, among all of these symptoms, significantly affects patients’ daily life,
creating difficulty in many tasks such as eating and writing. More importantly, it causes
social embarrassment so severe that most patients avoid company other than family or
friends.

1.1 Motivation
In general, tremor is described as unintentional, rhythmic, oscillatory movements with
particular amplitude and frequency. Parkinsonian tremor is often seen as a pill-rolling
action of the hand (Fig. 1.1), and may also affect other parts of the body. The pill-rolling
action is defined as a circular movement of the opposed tips of the thumb and index
finger.
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Figure 1.1: Pill rolling movement of the parkinsonian tremor. The arrows indicate
the direction of movements of the fingers.
Traditional treatments for pathological tremor include medication and neurosurgery. For
the past few decades, amantadine, apomorphine and L-dopa, among others [14–18], were
used for the treatment of PD; however, these drugs may cause patients to suffer excessive
drowsiness, nausea, ataxia, confusion, blurred vision, fatigue, hallucination, depression
and even muscle paralysis [14, 19]. In addition to medication, many researchers have
investigated the effects of surgical interventions on PD, including deep brain stimulation
and stereotactic thalamotomy [20, 21]. These procedures may ease certain tremors, but
they have been connected with permanent complications, paresthesia, dysarthria, speech
impediments and even stroke and hemiparesis [22, 23].
Given the complications and adverse effects of the traditional treatments, a less invasive
approach with fewer side effects is needed. Rosen, et al. have demonstrated
experimentally that people with pathological tremor are unable to accomplish the
activities of daily living (ADL) because the magnitudes of the superimposed pathological
oscillations approach the magnitudes of the ADL [24]. This work inspired the
development of mechanical tremor suppression orthoses. However, most of the devices
that have been developed [25–39] are either too bulky or too heavy for patient use.
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Furthermore, their limited performance indicates the need for a better tremor suppression
system.
Most of the studies to date [25–39, 40–42] have focused on only elbow tremor and wrist
tremor—finger tremor has not yet been well studied despite the fact that finger tremor is
also present. Moreover, devices that provide finger tremor suppression device do not
exist. Thus, this research is focused on the investigation of finger tremor and the
development of a noninvasive device that can suppress human hand tremors while
allowing voluntary movements to occur.

1.2 General Problem Statement
Tremor is an undesired presence, with up to 75% of individuals afflicted with PD
suffering from it [19]. Although medication remains the mainstay treatment for PD, it is
much less effective for tremor management and often carries significant side effects [16].
Brain surgery is often performed for cases of severe tremor. While this treatment is often
very effective, it carries a significant risk for the patient. Thus, the externally worn
exoskeleton-type therapy devices become a promising alternative. Although current
exoskeletal devices have been shown to suppress tremor, many of them cannot be used
directly on patients because of issues associated with their size, weight, power source,
and overall effectiveness. Furthermore, tremor of the hand has been neglected by most
researchers. Thus, there is a need to study the nature of hand tremor and to develop a
lightweight and compact exoskeletal device that is suitable for suppression of involuntary
hand tremor.
This work proposes to study the characteristics of hand tremor and to develop a novel
mechanism to reduce the size, weight and cost of an actuation system suitable for
incorporation into an exoskeletal device.

1.3 Research Objectives
The overall objective of this thesis is to develop a novel mechanism that is capable of
suppressing PD hand tremor according to the actual tremor characteristics of PD patients.
The specific objectives are:
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To acquire and analyze tremor data from a set of PD patients.



To design and simulate a tremor estimator.



To design, implement and test a novel mechanism that allows splitting a single degree
of freedom (DOF) input into multiple DOF independent outputs.



To test the control system using real patient data and a prototype mechanism.

1.4 Thesis Outline
The structure of the thesis is as follow:
Chapter 2

Presents a literature review of Parkinsonian tremor, the state of art in
tremor suppression devices and tremor estimation technology.

Chapter 3

Describes the experimental setup for patient data acquisition, and the
analysis of the data acquired.

Chapter 4

Describes the tremor model used for simulation modeling and tremor
estimators, and the evaluation of the estimator using real patient data.

Chapter 5

Presents the design and implementation of the proposed single-inputmultiple-output mechanism. An evaluation of the device is presented at
the end of this chapter.

Chapter 6

Gives the conclusions of the work and suggestions for future work.

Appendix A

Software Development: Describes the development of the tremor
acquisition software interface

Appendix B

Permissions and Approvals: Presents the approval notice of ethics for
tremor data acquisition trials that involved patient with Parkinson’s
disease.
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Chapter 2

2

LITERATURE REVIEW AND BACKGROUND
INFORMATION

In order to establish the design requirements for a PD hand tremor suppression
mechanism, the characteristics of Parkinsonian tremor, existing tremor suppression
devices and tremor estimation technology were reviewed. A comprehensive literature
review was performed from January to Nov 2015 using Google Scholar using the
following keywords: Parkinson’s disease, tremor, Parkinsonian tremor, hand tremor,
pathological tremor, finger tremor, tremor treatment, tremor model, tremor estimation,
noise cancellation, filter, adaptive filter, Kalman filter, tremor suppression device,
continuously variable transmission, frictional drive, differential mechanism. A total of
103 papers were reviewed and included as reference in the database. The priority was
given to papers published in the last 15 years for tremor suppression devices. A longer
time span was adopted for the review of tremor pathology and tremor characteristics.
The remainder of this chapter is organized as follows: Section 2.1 reviews the
characteristics of Parkinsonian tremor. Section 2.2 reviews the prior art of tremor
suppression devices. It is divided into two categories according to the target joints. The
last section reviews tremor estimation algorithms, which can be used to extract tremor
signals from overall motion signals.

2.1 Parkinsonian Tremor
Clinically, Parkinsonian tremor can be divided into two categories of movement disorders:
resting and postural tremor [43–45]. Resting tremor appears when muscles are relaxed,
such as when a hand rests on a table. The typical frequency range of resting tremor in the
hand is 3–7 Hz. Postural tremor can be found when muscles are contracted, such as when
maintaining a part of the body at a fixed position against gravity. The frequency range of
postural tremor is 5–12 Hz [43–46]. Some studies [29, 35, 40, 47] have reported and
considered PD tremor as a monoharmonic signal. Other studies [42, 48] have reported
that PD tremor has multiple harmonics. The frequency of the kth harmonic is roughly k
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times the frequency of the 1st harmonic. The amplitude of tremor varies from person to
person. Previous research has found that the acceleration amplitude for tremor is under
one unit of gravitational acceleration [46, 47, 49].

2.2 Tremor Suppression Devices: State of the Art
Since Rosen’s experiment suggested that a mechanical loading orthosis could be used to
selectively suppress tremorous motion [24], a number of studies have been conducted on
developing tremor suppression devices. Due to the side effects of the traditional
treatments and facilitated by the development of mechatronic technology, mechanical
orthoses have become a promising and popular treatment. A review of tremor
suppression devices is presented below.

2.2.1

Wrist Tremor Suppression Devices

Several research groups have developed tremor suppression devices for wrist tremor (see
Table 1). Rosen, et al. [25] designed a tremor suppression wheelchair using a magnetic
particle brake. The brake is mounted onto a wheelchair and is connected to a cuff that
attaches to the patient’s wrist. This device works by applying resistive loads to the user’s
hand, and therefore, reducing the severity of tremor. Considering the passive operation of
the brake, it is safe to use. However, the researchers could not find a damping parameter
that was suitable for all of the patients tested. In addition, the resistive loads also impeded
the voluntary motion.
Portability and battery life are important to health care related devices, especially for
tremor suppression. A ground-based device has sufficient space to carry a large battery
and can effectively suppress the tremor of a certain part of the body without impacting
other parts of the body. However, the applicability of ground-based devices is highly
limited compared to wearable devices as the user is constrained to the base of the device.
Related to progress towards portable devices, Kotovsky, et al. [26] designed a wearable
wrist suppression orthosis using a viscous beam that applies viscous resistance against the
user’s motion. The viscous beam can be custom made according to different tremor
severities. This orthosis is fairly compact and ergonomic, however, the damping level of
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the device is 88% lower than the theoretical values. Besides, the invariable damping rate
results in an inconsistency in the suppression level for all patients.
An actuator with controllable viscous rate was designed by Loureiro, et al. [27]. This
actuator employed Magnetorheological fluids (MRF), the viscosity of which can be
controlled in the presence of a magnetic field. The controllability of the MRF is the main
advantage over the previous two devices. However, it is not possible to suppress tremor
without impeding voluntary motion using this passive actuator. Also, the suppression
power of this device is relatively low due to the poor performance of the actuator.
Another application of MRF in tremor suppression was investigated by Case, et al. [50].
This actuator was designed using the configuration of a damper. The performance of the
actuator was greatly improved, but the issue of suppressing both voluntary and tremorous
motion is still unsolved.
Although passive technology is safer when applied to orthoses, active technology can
achieve better performance. Lavu, et al. [28] used an electrical vibration exciter to
counterbalance the tremor at wrist. The vibration exciter was fixed on a table and
connected to an artificial arm. The author claimed that this system can reduce tremor by
55% on an artificial arm and 93.3% on an aluminum beam. However, it is too bulky and
heavy for patient use. Besides, the results obtained are likely to be dramatically affected
once carried by the patient because additional perturbations will act on the actuator.
A compact smart glove was designed by Kazi, et al. [29]. It incorporates a piezoelectric
bimorph actuator, which can flex and extend according to different excitation voltages.
The bimorph piezoelectric actuator was configured to vibrate constantly at 7, 8 and 9 Hz.
The results showed that this glove is best for reducing tremor with a fundamental
frequency of 8 Hz or 9 Hz. However, the high excitation voltage for the piezoelectric
actuator is not safe for the user. Furthermore, constant shaking from the actuator could
result in numbness in the user’s hand. A similar approach was adopted by Yu [30]. The
proposed glove used two piezoelectric materials to harvest tremor energy and in the
meantime suppress tremor. Unfortunately, the harvested energy was too weak to excite
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the actuator and the high excitation voltage for the piezoelectric actuator may be a
potential safety issue for the user.
Table 2.1: Review of wrist tremor suppression devices
Ref.

Description

Limitation

Type

T1

A wheelchair-mounted device
was designed to apply resistive
loads to the patient’s wrist.
A wearable wrist tremor
suppression device was
designed using viscous
resistance beam.

The damping parameters of the
device are not adaptive for all
patients.
The damping rate of the viscous
beam is constant; therefore, the
performance of the device is
inconsistent between patients. The
voluntary motion is impeded by
the viscous resistance.
The voluntary motion is impeded
by the viscous resistance, and the
suppression power is limited due
to the actuator.
It is not appropriate to simulate
wrist tremor as simple vibration;
therefore, the use of a vibration
exciter to counterbalance the real
tremor would be insufficient.
Constant vibration could result in
numbness in the user’s hand. The
high excitation voltage of
piezoelectric actuator is a potential
safety issue for the user.
The piezoelectric material requires
extremely high excitation voltage.
The harvested energy from the
tremor is not sufficient to suppress
it. The high voltage is not safe for
the user.
The installation of the air source is
not feasible for the user.
The user may be embarrassed by
the noise from either the cylinder
or the air source. More
importantly, air leak and valve
failure pose a serious safety risk to
the user.

Ground
based

T2

T3

T4

A wrist tremor suppression
device was designed using
controllable double viscous
beam actuator.
A vibration exciter was used to
counterbalance the tremor at a
simulated wrist.

T5

A piezoelectric actuator
embedded glove was developed
to suppress tremor at the wrist.

T6

A piezoelectric material based
glove was designed to harvest
wrist tremor energy and
suppress tremor.

T7

A wrist tremor suppression
device was designed using two
pneumatic cylinders.

Wearable

Wearable

Ground
based

Wearable

Wearable

Wearable
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A recent study has shown the success of using pneumatic actuators for suppressing
tremor [31]. The force generated by the actuator is sufficient to suppress tremor to a great
extent. The proposed device is compact and efficient. However, it is not realistic for the
user to carry the air source. In addition, the noise from either the cylinder or the air
source may cause embarrassment to the user. More importantly, air leak and valve failure
of the pneumatic actuator may result in a serious injury to the user.

2.2.2

Elbow Tremor Suppression Devices

The importance of suppressing elbow tremor was also considered by a number of
research groups [32, 33, 34–39, 51–61]. Rocon, et al. [32] developed an elbow brace for
tremor suppression. An ultrasonic motor was chosen as the only actuator in this device
because it generates much higher torque than a DC motor. The experimental results show
that the range of controllable velocity, from 0 to 3 rad/s, is sufficient for suppressing
tremor. However, a large distortion occurs in the motor’s output velocity when the
frequency of operation is greater than 5 Hz, and this device has a poor response to
motions with low velocity.
A 3 DOF Wearable Orthosis for Tremor Assessment and Suppression (WOTAS) was the
final product of a five-year European project called Dynamically Responsive Intervention
for Tremor Suppression (DRIFT) [33–35]. This device was developed to monitor and
suppress tremor with minimal restriction to the voluntary movement and employs both
active and passive strategies. The results from the studies showed a superior performance
of the active strategy (up to 90% reduction rate in tremor amplitude) over the passive.
However, this device is very bulky and cosmetically limited. These disadvantages make it
not feasible for constant wear.
Stone et al. [36] tested the performance of a voice coil actuator for tremor suppression of
an artificial arm. The artificial arm was made of an aluminum beam fixed to a rotary joint.
The linear voice coil actuator was constantly moving opposite to the simulated tremor
motion. The results showed that tremor amplitude was reduced 20–60% for a 6–13 Hz
frequency band. However, the constant vibration from the actuator could result in
numbness in the user’s hand. Also, the fact that this is a ground-based device means that
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it cannot be used for constant wear.
Ando et al. [37] developed a myoelectric-controlled elbow robot to suppress elbow
tremor. The electromyography (EMG) signal from the user’s upper arm was collected
and interpreted to control the movement of a DC motor. The DC motor follows the
intentional movement of the user while suppressing tremor movement. The device is
relatively light and compact. However, the user’s elbow range of motion was limited by
the device. Also, a 3 degree clearance between the user’s arm and the device was
reported. This clearance would certainly impact the performance of the device.
Another elbow tremor oriented device was developed by Herrnstadt and Menon [39].
This device employed an electromagnetic brake to semi-actively suppress tremor in the
elbow. The electromagnetic brake is able to generate relatively high torque while keeping
the system light and compact. However, the limitation of this brake is that it has poor
repeatability and accuracy.
A successful demonstration of the application of a pneumatic cylinder for suppressing
wrist tremor [31] was extended to elbow tremor [38]. Two more DOF were added to the
device to control the flexion–extension of the elbow and pronation–supination of the
forearm. The tremor’s fundamental frequency was suppressed to a large degree (96.8–
98.8%), but the reduction in tremor’s second harmonic was only 52.7–82%. This may be
caused by the poor response of the pneumatic cylinder. Although the reduction in tremor
magnitude is good, the issues related to a pneumatic actuator make this device infeasible
for patient application.
An exoskeleton elbow tremor suppression brace was designed to suppress the elbow
tremor [54]. The device was mounted onto the user’s forearm and upper arm through two
rigid cuffs. Although the use of two cuffs can reduce the measurement error by confining
the movement of the user’s arm, the poor alignment of the device with the user’s elbow
joint may generate a significant measurement error. The actuation system of this design
incorporated two gearboxes and two motors. Although the use of two actuators
distributes the actuation requirements, it largely increases the size of the device and
complexity of the control system.
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All of the devices reported above use mechanical loading to compensate for tremor.
Although the devices are relatively bulky and heavy, they are noninvasive and relatively
safe for the user. Some of them have even achieved good performance when suppressing
tremor. An alternative option is a technique called Functional Electrical Stimulation
(FES), which has also been studied along with mechanical loading devices. This
technique uses electrical currents to activate nerves and induce co-contraction of the
muscles [61]. It is commonly used to improve motor function in people with disabilities.
A number of studies have been conducted to investigate the use of FES in tremor
suppression [51–60]. The developed devices are lighter and more compact than
exoskeletal devices, but the use of FES can cause muscular fatigue, discomfort and
painful sensations while muscles are being stimulated. Besides, the use of FES may
interfere with the real tremor signal resulting in a huge distortion of the measured tremor
signal [53]. More importantly, there is a significant time delay observed between the
electrical stimulation and the actuation of muscle bundles, which impacts the tremor
suppression performance [58].
Table 2.2: Review of elbow tremor suppression devices
Ref.
E1

Description
An elbow brace was developed
using an ultrasonic motor.

E2–
E5

A forearm exoskeletal device
(WOTAS) was developed by
the DRIFT project. This device
was designed for the purposed
of assessing and suppressing
tremor in the forearm.
A linear voice coil actuator was
adopted in this device to
counterbalance the tremor at
the elbow.

E6

E7

An elbow exoskeletal robot
was developed to suppress
tremor at elbow. The EMG
signal from the user’s upper
arm was translated into elbow

Limitation
Poor response to motions with low
velocity and a large distortion on
the motor velocity for frequencies
greater than 5 Hz.
This device is bulky and not
cosmetic. The size and weight of
the device made it unfeasible for
patient use.

Type
Wearable

Constant vibration from the
actuator could result in numbness
in the user’s hand. The movement
of a patient is limited to the base of
the device.
The user’s elbow range of motion
was limited by the device. A 3
degree clearance between the
user’s arm and the device was
reported. This clearance would

Ground
based

Wearable

Wearable
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E8

E9

E13

E10,
E11

E12

E14–
E17

angle. Elbow motion was
certainly impact the performance
controlled by a DC motor.
of the device.
A 4 DOF device was developed
The use of a pneumatic cylinder
for elbow and wrist tremor.
requires an air source, however, it
Four pneumatic actuators were is not realistic for the user to carry
employed in this device.
the air source. Also, the noise from
either the cylinder or the air source
may embarrass the user. More
importantly, an air leak or valve
failure would pose a serious safety
risk to the user.
An elbow brace was designed
This study demonstrated the
to suppress elbow tremor using
feasibility of using an
an electromagnetic brake.
electromagnetic brake to suppress
elbow tremor. But the limitation of
the brake is its low repeatability
and accuracy.
An exoskeleton for essential
The suppression performance may
tremor and Parkinsonian tremor be impacted by the poor alignment
of the device with the user’s elbow
joint. Also, the device is too bulky
for constantly wearing.
A compact tremor suppression
Although the device is more
neuroprosthesis was developed compact than exoskeletal devices,
employing functional electrical
the use of FES often cause
stimulation (FES).
muscular fatigue, discomfort and
painful sensations.
A multichannel electrical
The use of FES may interference
stimulator was incorporated to
the real tremor signal.
suppress tremor in both elbow
and wrist.
A FES-based prosthesis was
Time delay between the electrical
developed for pathological
stimulation and the muscle
tremor compensation.
activation. Although the
application of FES reduces the size
of the device, muscular fatigue and
painful sensations are still issues
that cannot be solved. It is very
difficult to suppress tremor in
fingers using FES.

Wearable

Wearable

Wearable

Wearable

Wearable

Wearable

2.3 Tremor Estimation
“If you know the enemy and know yourself, you need not fear the result of a hundred
battles,” said SUN TZU [62]. In order to suppress tremor, it is important to extract the
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tremor from a combined signal. Filters are commonly used in this process. A few studies
have been conducted on the use of signal filtering for tremor estimation [59, 63, 64].
However, the time delay introduced by the filter is a drawback for tremor control because
an actuator cannot generate an estimated tremor with zero-phase delay to oppose the
vibration.
The drawback of the common filter prevents its use for tremor suppression. However,
adaptive filtering is well suited for tremor estimation as it is constantly adapting its
parameters to the input signal based on a learning algorithm [65]. A Fourier linear
combiner (FLC) was proposed by Vaz et al. [66, 67] based on the assumption that tremor
can be simplified to a roughly periodic signal. This suggests that tremor can be modeled
by a sinusoidal or Fourier series. The FLC estimates tremor based on a known frequency.
The least mean square algorithm was incorporated to update the parameters. It doesn’t
involve much computational workload [67], and surpasses any common filter with its
zero phase feature [66]. However, tremor is not a periodic signal. In order to effectively
suppress tremor, both frequency and amplitude are required to adapt to changes.
Not long after the establishment of FLC, Riviere et al. [68] proposed a new tremor
estimator based on FLC, called the Weighted-Frequency Fourier Linear Combiner
(WFLC). The WFLC adapts both the frequency and amplitude parameters of the Fourier
series to the input signal. The implementation of frequency estimation greatly improves
the performance of the tremor estimator. However, applying a pure sinusoidal estimation
of tremor motion seems insufficient to represent real tremor.
In addition, the Kalman filter and its derivative algorithms have also been used as tremor
estimators [69–72]. In most of the applications, tremor was modeled as a sinusoidal
signal, there are also other studies suggested that tremor is best described by a nonlinear
stochastic process [73, 74]. A great effort has been given to designing new KF derivatives.
However, the assessment of applying different tremor models has not been well studied.
Other than the three widely adopted tremor estimators presented above, a number of other
estimators have been proposed and adopted as well [30, 38, 75–76]. Taheri [38] designed
an adaptive control system for tremor estimation and suppression. In this system, tremor
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was considered as an unknown harmonic disturbance. Although the author claimed that
the reduction in the tremor’s peak amplitude is substantial, the use of a sinusoidal
function as the simulated tremor is still questionable. [75] and [76] designed two tremor
estimation algorithms based on WFLC and FLC, respectively. Both of these estimators
track tremor within a band of frequencies. However, similar to the WFLC, applying a
pure sinusoidal estimation of tremor motion seems insufficient to represent real tremor.
In [30], a filtered-X least mean square (FXLMS) algorithm was adopted to estimate and
suppress tremor. The author concluded that the FXLMS algorithm works well on
simulated tremor signals, especially in the case of a tremor with a single frequency.
However, the performance of FXLMS algorithm on real tremors was not investigated.
Therefore, further evaluation is required for this algorithm.

2.4 Conclusion
Traditional treatments for PD often come with side effects. These side effects greatly
impact the patient’s daily life. The development of mechatronics-enabled exoskeletal
devices is becoming a promising solution for tremor management. A number of research
groups have developed tremor suppression devices for the wrist and the elbow [25–31,
32–39, 50–58]. Both active and semi-active technologies have been adopted in these
devices, but only a limited number of devices were designed to meet the basic
requirements for patient use. Tremor reduction rate was the only measurement criteria
accepted by most research groups, however, the criteria for patient use was often
neglected. That is why most of the devices are too bulky and heavy to use.
Furthermore, tremor in the fingers has been neglected by most of the researchers. This is
very limiting as one of the most distinguishing features of PD tremor is the pill-rolling
motion of the patient’s hand, which involves the wrist and fingers. In order to provide a
better life quality to the patients who are suffering from tremor, it is important to suppress
tremor in the fingers as well. Thus, to fill this gap in the area of tremor suppression, the
focus of current project is to study the characteristics of finger tremor and wrist tremor,
and to design a mechatronic device that can be used on a patient’s hand. The following
chapter presents the acquisition of finger tremor motion characteristics and the results of
the data analysis.
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Chapter 3

3

TREMOR MOTION ACQUISITION

Given the lack of effectiveness and the side effects of traditional treatments, externally
worn exoskeleton-type therapy devices are a promising alternative. Prior to the
development of a externally worn exoskeleton-type therapy device, the design
specifications are normally determined by the electro-mechanical characteristics of
tremor, position, force and EMG signals are the most commonly used forms for tremor
characterization. In order to achieve good tremor suppression, it is important to develop a
deep understanding of the nature of tremor.
However, most of the studies [33, 40, 41, 46] were conducted based on rather old tremor
reports which can trace back to 1980s, besides, the characteristics of tremor were
quantified with a very board range which is not very accurate. Therefore, it is necessary
to update the knowledge of the nature of tremor. Furthermore, for the past few decades,
most of the studies [30, 33, 40–42] have focused on only elbow tremor and wrist
tremor—finger tremor has not yet been well studied despite the fact that finger tremor is
also present. With the dedicated support from Dr. Mary Jenkins (movement disorders
neurologist, University Hospital, London, ON), patients with PD were recruited to have
their tremors characterized. The following sections describe the experimental procedure
and data analysis.

3.1 Subjects
A total number of 18 subjects with PD participated in this study. All subjects were
diagnosed and recruited by a neurologist. The hand that presented the greatest amount of
tremor was selected for data collection. Based on the severity of the hand tremor for each
subject, 17 subjects’ right hands and 1 subject’s left hand were recorded. The
experimental procedures were approved by the University of Western Ontario’s Research
Ethics Board.
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3.2 Experimental Procedure
Prior to the experiment, each patient was given a consent form and an explanation of the
consent from the experimenter. The explanation included the objectives of the study,
details of the study, data acquisition instruments, risks, benefits and confidentiality of the
patient’s data. After the patient agreed and signed the consent form, the experiment was
started with an evaluation of the severity of the Parkinson’s disease. The movement
disorders neurologist administered the MDS-Unified Parkinson’s Disease Rating Scale:
Part III (Motor Assessment) (1) to quantify the severity of the PD, including the severity
of the tremor.
After the evaluation, a custom motion-sensing device was affixed over the patient’s hand
(Fig. 3.1). The device consists of four 5 degree-of-freedom (DOF) electromagnetic (EM)
motion trackers (Aurora, NDI®) and four 9-axis inertial measurement units (IMUs)
(STEVAL-MKI108V2, STMicroeletronics®). Two sets of sensors were placed on each
side of the index finger (IF) MCP joint, one on the thumb (T) MCP joint, and an
additional one on the forearm close to the wrist (W) joint. A magnetic field generator was
placed in front of the subject’s hand to generate a magnetic field for the EM trackers. In
addition, an eight-channel EMG sensing device (Myo, Thalmic Labs®) was placed on the
patient’s forearm. In order to eliminate the movements generated by other parts of the
body, the patient’s forearm was securely strapped to the table, permitting only the hand to
move freely in space. All sensors were sterilized with alcohol swabs, and affixed to the
patient using latex-free medical tape.
During the trial, the patient was asked to perform a total of five tasks. While the patient
was performing the tasks, he/she was asked simple distracting questions (e.g., simple
math questions) in order to divert their attention away from their desire to suppress the
tremor. During all of the tasks, the patient was sitting on a chair while the proctor used
custom software (See Appendix A) to record data from the sensing device and video
images of the patient’s hand. No patient identifiers were collected as part of this study.
The tasks are listed below:
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1. Rest: the patient was required to keep his/her arm in a rest position with the palm
facing up and down on a table. Recording lasted for 60 seconds.
2. Hand outstretched: the patient was required to keep his/her forearm in a rest position
on a table, and then he/she had to maintain his/her hand at a tangential position, against
gravity, for 60 seconds.
3. Reaching for an object: the patient’s forearm was strapped on a table, and then he/she
was required to reach to a lightweight pencil, which is placed over his/her hand. This task
had to be repeated 5 times. The patient had to perform the movement slowly. The
approximate duration of this task was 15 seconds for each trial.
4. Moving an object: the patient’s forearm was strapped on a table, and then he/she was
required to move a lightweight pencil, which was located above his/her hand, in three
steps: reach to the pencil from the rest position, move the pencil to the rest position, and
move the pencil back to its original position. The patient had to perform this task slowly
5 times. The approximate duration of this task was 20 seconds for each trial.
5. Drawing a spiral: the patient’s forearm was strapped on a table, and then he/she was
required to use a pencil to follow an exemplar spiral on a sheet of paper.
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Figure 3.1: Sensor placement on an experimental subject’s right hand and Aurora
field generator placed in front (left). Sensing system showing each sensing unit
connected to other sensing units through thin steel bands (right). The length of each
band is shown as reference.

3.3 Data Recording and Processing
All signals were recorded directly onto a personal computer (PC) using a customized
graphical user interface (GUI), the development of the GUI is introduced in Appendix A.
The GUI was developed in C++ using Visual Studio 2013 to manage data transfer from
the different sensing modalities. The IMUs interfaced with an STC89C52RC microcontroller, which sends data at 100 Hz through the I2C protocol. The data were then sent
to the PC through the serial port. Each IMU incorporates one 16-bit 3-DOF accelerometer,
one 16-bit 3-DOF gyroscope and one 16-bit 3-DOF magnetometer. All accelerometers
were calibrated prior to the start of each trial. The data from the Aurora system were
collected using the Aurora application program interface (API) at its maximal sampling
frequency of 40Hz. The data from the Myo were collected using the Myo API at 200 Hz.
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The GUI ensured that all collected data were synchronized to the same timestamp and
recorded.
Data processing and analysis were performed offline using Matlab software (Version
R2013a, The Mathworks, Inc.). Prior to the data analysis, the data were calibrated and
then filtered using a 2nd-order band-pass Butterworth filter using cutoff frequencies at 1
and 30 Hz. The root mean square (RMS) was adopted to quantify the tremor signal.

3.4 Calibration and Gravity Compensation for the
Accelerometer
Calibration is an important process to ensure the quality of measurement. Since gravity is
a relatively stable force, the gravitational acceleration may be used as a reliable
calibration reference for accelerometer. To calibrate the accelerometers to the
gravitational reference, the sign of the output of the accelerometer for each axis is defined
according to its alignment with the axis of gravity (Table 3.1). The relationship between
the calibrated acceleration (Acx, Acy, Acz) and the raw acceleration measurements (Ax, Ay,
Az) is shown below [77],

 Acx   m11 m12
 A   m
 cy   21 m22
 Acz   m31 m32

m13   Ax   m10 
m23    Ay    m20  .
m33   Az   m30 

(3.1)

In order to calibrate the accelerometer at the six stationary positions shown in Table 3.1,
Equation (3.1) can be rewritten as:

 Acx

Acy

Acz    Ax

Ay

Az

 m11
m
1   12
 m13

 m10

m21
m22
m23
m20

m31 
m32 
m33 

m30 

(3.2)

or,

Ac  A  M ,

(3.3)
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where matrix M contains the 12 calibration parameters that need to be determined; matrix
A contains the raw data collected at six stationary positions (Fig. 3.2), and matrix Ac
contains gravitational acceleration. At X-up position, Ac1=[-9.81 0 0]n1×3, A1=[Ax1 Ay1 Az1
1]n1×4; at X-down position, Ac2=[9.81 0 0]n2×3, A2=[Ax2 Ay2 Az2 1]n2×4; at Y-up position,
Ac3=[0 -9.81 0]n3 × 3, A3=[Ax3 Ay3 Az3 1]n3 × 4; at Y-down position, Ac4=[0 9.81 0]n4 × 3,
A4=[Ax4 Ay4 Az4 1]n4×4; at Z-up position, Ac5= [0 0 -9.81]n5×3, A5=[Ax5 Ay5 Az5 1]n5×4; at Zdown position, Ac6=[0 0 9.81]n6×3, A6=[Ax6 Ay6 Az6 1]n6×4, n1,2,3,4,5,6 are the lengths of the
raw data collected from each position. Combining them together, Equation 3.3 becomes:

Acn3  An4  M 43 ,

(3.4)

where

 Ac1 
 A1 
A 
A 
 c2 
 2
A 
A 
Ac   c3  and A   3  .
 Ac4 
 A4 
 Ac5 
 A5 
 
 
 Ac6  n3
 A6  n4
Therefore, the matrix M can be calculated by the least square method as:
1

M   AT  A  AT  Ac .

(3.5)
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Figure 3.2 : Six stationary positions: X up, X down, Y up, Y down, Z up and Z down.
X, Y, Z represent the 3 axes of an accelerometer. Left: X up position. Middle: Y up
position. Right: Z down position.
The calculated calibration matrices of 5 accelerometers are given in Table 3.2. Fig. 3.3
shows the result of calibration using the data from one accelerometer. The left panel
presents the signals before calibration, and the right panel presents the signals after
calibration. The mean RMS error is reduced from 0.33 m/s2 to 0.07 m/s2.
Table 3.1: Sign Definition of the Raw Measurement.
Accelerometer output (m/s2)

Stationary
position

X output

Y output

Z output

X up

-9.81

0

0

X down

+9.81

0

0

Y up

0

-9.81

0

Y down

0

+9.81

0

Z up

0

0

-9.81

Z down

0

0

+9.81

Following the calibration process, the linear acceleration caused directly by the tremor
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motion was extracted using a high-pass filter [78] given in equation 3.6, and the tremor
magnitude is given in equation 3.7:

g  k     g  k  1  (1   )  AC  k  , g (0)  [0 0 0]
AL  k   AC  k   g  k  , k [1, n]

(3.6)

SM  k   sx2  k   s y2  k   sz2  k  , k  [1, n]
Srms 

1 2
 SM 1  SM2 (2) 
n

 S M 2 ( n) 

,

(3.7)

where g(k) represents the filtered gravity component, α represents the filter convergence
coefficient, Ac represents the calibrated data, AL represents the linear acceleration caused
directly by the tremor motion, sx, sy and sz which represent the amplitudes of the tremor
motion on each axis, SM(k) represents the varying magnitude series of the tremor motion,
and Srms represents the RMS value of the magnitude series.
Table 3.2: Values of the calibration matrices for 5 accelerometers.
Parameter

Value

M1

 0.98  0.03 0.00 
 0.02
0.98  0.09 

 0.02 0.07
0.98 


 0.05  0.01 0.05 

M2

0.98 0.01  0.02 
 0.01 1.01
0.04 

0.02  0.02 1.01 


0.03 
0.06 0.00

M3

0.98
0.00

 0.01

0.02

0.01  0.02 
1.00  0.02 
0.03 0.98 

0.00 0.06 

Parameter

Value

M4

 0.99  0.06  0.01
 0.04
1.01
0.01 

 0.01 0.00
0.98 


 0.02  0.02 0.05 

M5

 1.01
 0.01

 0.01

 0.04

0.01  0.01
0.98  0.07 
0.08 1.03 

0.01 0.05 
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Figure 3.3: Accelerometer calibration. Data before calibration (Left). Data after
calibration (Right).
Fig. 3.4 shows the result of gravity compensation. The data were randomly chosen from
the patient data set. The left panel presents the signals before gravity compensation, and
the right panel presents the signals after gravity compensation. The mean correlation
coefficient calculated from all three axes is 0.96. This result indicates that the introduced
low-pass filter is sufficient to extract the tremor signal.

Figure 3.4: Gravity Compensation. Data include gravity (Left). Data without gravity
(Right).
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3.5 Results
3.5.1

Time-domain Characteristics of PD Tremor

Fig. 3.5 shows a typical PD tremor represented as a time series. For each joint, both the
resting and postural tremor are presented. From these signals, we can see that the tremor
magnitude varies with time.
A 1-second long window was used to identify the onset of the tremor. The data after the
onset were used to calculate the tremor RMS. The linear acceleration and angular
velocity collected from the IMU, and the angular displacement from the Aurora system
are reported in Table 3.3. All 18 subjects presented with resting tremor, however, only 13
subjects presented with postural tremor. The other 5 subjects’ data were excluded from
the analysis of the postural tremor. The RMS angular displacement of the wrist tremor is
not reported in this paper, as an additional EM tracker would be required to calculate the
wrist angle. The results from both the resting tremor and the postural tremor show that
the tremor magnitude increases from the proximal joint to the distal joint in the hand. The
tremor from the thumb has a lower magnitude compared to the tremor from the index
finger. In comparison with the resting tremor, it is possible to conclude that the postural
tremor shows higher magnitude. This conclusion is in line with the results from other
studies [46, 79–82]. However, it could be the result of a smaller sample size compared to
the resting tremor. Therefore, a statistical analysis with a larger homogeneous PD group
is necessary to make a robust conclusion.
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Figure 3.5: Sample time series of the resting tremor (left) and postural tremor (right)
from the index finger MCP joint (red), thumb MCP joint (green) and wrist MCP
joint (blue).

3.5.2

Frequency Characteristics of PD tremor

The right side of Fig. 3.6 shows the frequency distribution of PD tremor. Multiple
harmonics were observed in the resting tremor as a pattern in 94.4% of the subjects, and
in the postural tremor in 84.6% of the subjects. Every joint presents the same pattern for
both resting tremor and postural tremor. The distribution of the PD tremor frequency of
all 18 patients is shown on the left side of Fig. 3.6. The peak frequency of the 1st
harmonic, 2nd harmonic and the 3rd harmonic of the resting tremor for all joints were used
to determine the PD frequency ranges, which are 3.5 Hz to 5.8 Hz, 6.9 Hz to 11.5 Hz, and
10.4 Hz to 17.3 Hz, respectively. For the postural tremor, the 1st through the 3rd
harmonics are within the ranges of 3.9 Hz to 7.7 Hz, 7.7 Hz to 11.2 Hz, and 11.5 to 16.8
Hz, respectively. The fourth and higher harmonics were considered too weak to be
included in the results. It is also important to point out that the monoharmonic tremor has
a higher fundamental frequency than the multi-harmonics tremor. The frequency lies
within the range of 5.3 Hz to 7.7 Hz for the postural tremor and about 5.2 Hz for the
resting tremor.
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Table 3.3: RMS Amplitudes of PD Tremor

RMS linear
acceleration
(m/s2) from
accelerometer

RMS angular
velocity
(degrees/s) from
gyroscope

RMS angular
displacement
(degrees) from
Aurora system

Resting Tremor

Postural Tremor

(Mean ±SD)

(Mean ±SD)

IF MCP Joint

2.1±1.2

2.7±1.0

Thumb MCP Joint

1.8±1.1

2.5±1.3

Wrist

0.9±0.5

1.5±0.8

IF MCP Joint

58.5±34.0

77.7±38.2

Thumb MCP Joint

49.9±35.5

64.0±32.5

Wrist

35.6±20.9

48.8±23.2

IF MCP Joint

2.9±1.8

3.1±1.3

Thumb MCP Joint

2.2±1.6

2.4±1.2

Wrist

—

—
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Figure 3.6: Frequency distribution of PD tremor from all 18 patients (left), and
frequency analysis of the PD tremor from one patient (right).
The first three harmonics of the tremor signal from Fig. 3.5 were extracted using three
2nd-order band-pass Butterworth filters with cutoff frequencies of 3 to 5.5 Hz, 5.5 to 9.5
Hz, and 9.5 to 13 Hz (Fig. 3.7). The left column shows the time series of the first three
harmonics. The right column shows the RMS amplitude of each harmonic calculated over
the entire time span with a 1-second window. An analysis of the tremor energy
distribution from each joint was conducted in order to evaluate the contribution of each
harmonic. The energy proportion of the 2nd and 3rd harmonic to the 1st harmonic is
presented in Fig. 3.8. Multiple harmonics were observed in the resting tremor of 17
patients and in the postural tremor of 11 patients. For the resting tremor, the mean values
of the 2nd and 3rd harmonics of all joints are 60.9% and 38.9%; for the postural tremor,
the mean values of the 2nd and 3rd harmonics of all joints are 50.3% and 20.9%.
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Figure 3.7: Decomposition of the PD resting tremor from the index finger MCP
joint. Time series (left) of the 1st harmonic (red), the 2nd harmonic (green), and the
3rd harmonic (blue). RMS amplitude (right) of each harmonic calculated over the
entire time span with a 1 second time window. 10 s data segment from one PD
subject was used in this analysis.

Figure 3.8: Tremor power distribution across patients. The values represent the
magnitude percentage of the nth harmonic with respect to the 1st one.

3.6 Discussion
The quantification of tremor not only allows researchers to develop tremor suppression
devices, but also to establish mathematical model for the purpose of simulation and

29

control. The data from the IMUs and Aurora system were analyzed and the quantified
results are presented in Table 3.3. Additional data from the Myo and their correlations
with the tremor motion data and the level of disease have not been analyzed in this work
due to the difficulty of interpreting the finger motions using forearm EMG signals.
In Table 3.3, large deviations of the RMS amplitudes are observed. One possible reason
could be the heterogeneity of PD patient. Large heterogeneity would lead to large
difference in tremor severity, which would result in a large deviation. Besides, some
patients may consciously or subconsciously suppressed tremor during the experiment,
even though they were asked math questions. All these factors would result in a large
deviation. Therefore, a larger sample size is required in order to achieve more accurate
results.
In previous studies [29, 35, 40, 47], PD tremor is considered and reported as a single
frequency signal with a fundamental frequency ranging between 4–12 Hz. However, the
results presented in Fig. 3.6 show that PD tremor consists of several harmonics. The
frequency of the kth harmonic is roughly k times the frequency of the 1st harmonic—this
feature is in accordance with the reports from other studies [42, 48]. In both the medical
and the engineering fields, the frequency characteristics of the PD tremor have been
reported and considered as mono-frequency vibrations. However, 17 out of 18 subjects
from our study showed that PD tremor consists of multiple harmonics. The discovery of
this pattern may actually facilitate the design of tremor suppression orthoses by
improving the PD tremor model.
Some studies [30, 50, 82] have been conducted using a combination of several sinusoidal
signals with different frequencies to simulate and control tremor; however, Fig. 3.7
shows that the harmonics of the real tremor are not sinusoidal. The RMS amplitude series
shows that the amplitude of each tremor’s harmonic varies with time. This approach for
combining sinusoidal signals with different frequencies matches the frequency
component of real tremors; however, additional mathematical description of the
amplitude is necessary.
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The tremor energy distribution (Fig. 3.8) shows that the 2nd and the 3rd harmonics are so
strong that they cannot be neglected. About 70.6% of the participants have at least one
joint in which the power of the 2nd harmonic is higher than 50% of the 1st harmonic.
Neglecting the presence of the second tremor harmonic in their model may be the reason
why some the tremor suppression devices have not achieved better performance. Based
on the results shown above, a more accurate PD tremor model should consist of at least
two key characteristics: the first one is time varying amplitude and the second one is
multiple harmonics.

3.7 Conclusion
Finger and wrist tremors from 18 PD patients have been studied in both the time and the
frequency domains. The RMS tremor magnitudes were presented in the form of linear
acceleration, angular velocity and angular displacement; a common multi-frequency
pattern has been observed for all patients. Based on the pattern observed, further analysis
was conducted and the results showed that the second harmonic (6.9–11.5 Hz) makes a
large contribution to the tremor and, therefore, it should not be neglected. In summary,
neither the time varying amplitude, nor the multiple harmonics that characterize PD
tremor motion can be neglected or simplified.
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Chapter 4

4

Tremor Estimation

Offline tremor analysis is often useful in the research and evaluation of a patient’s
response to treatments. Such analysis requires quantification methods to analyze the data
acquired from sensors [71]. As opposed to offline analysis, the purpose of online analysis
is to provide tremor information in real time, thereby allowing tremor to be actively
suppressed. In order to provide precise tremor information, the online analysis method
must be able to track tremor parameters and eliminate noise.
Ideally, there is an algorithm/model that can perfectly extract the tremor behavior without
any error. However, it is nearly impossible to find such an algorithm/model. In this
chapter, a detailed study of tremor estimators is provided.

4.1 Tremor Model
Tremor modeling is an important step for evaluating a tremor estimator prior to using real
patient data. In this section, the two most commonly used tremor models are described.
A tremor signal can be described as a quasi-periodic and nonstationary signal. The
amplitude, frequency and phase of the tremor are considered to be changing over time.
Two models that have been commonly used to simulate quasi-periodic signals are autoregressive (AR) and harmonic models [48, 71].
A. Auto-regressive Model
In statistics and signal processing, an AR model is an approximation process that
forecasts the current value of a particular parameter using a linear combination of the past
values of the parameter. In general, an AR model can be used to model an arbitrary time
series. The mathematical model is given below,
N

st  k   u   an  k  st  k  n   st ,
n 1

(4.1)
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where u is a constant, υst is white Gaussian noise, υst ~N (0,σst2), N is the model order, and
ɑn is a time-varying parameter. Changing the value of ɑn results in different a signal
pattern. The variance of the white noise υst will alter the scale of the signal.
B. Harmonic Model
The harmonic model is also referred to as a Fourier series model. Due to the properties of
the Fourier series, every periodic signal may be represented by this model. Although
tremor is not defined as a typical periodic signal, its principal frequency only changes
slowly over time. This not-approximately periodic feature allows for the use of the
harmonic model as an approximation of the real tremor signal. The mathematical model
is given below,


 k 1

 k 1

st  k     an  k  1  sin  n    (t )   bn  k  1  cos  n    (t )    st (k  1)
n 1 
 t 1

 t 1

Nt

  k  Bn (h)  ( Ns / 2) 2 
hn (k )  An (h)  exp  
 , n  1, 2..N  , h  a, b
2


2
C
(
h
)

N


n
s


0.75
 (k )  0 
,
1  exp  5  10  (k / Ns ) 

(4.2)

where h denotes the time varying Fourier coefficients a eand b, A, B and C are parameters
of the a and b functions, ω is the estimated tremor frequency, ω0 is the fundamental
frequency, and Nt is the number of harmonics.
As discussed in Chapter 3, frequency analysis has shown that a tremor signal presents as
a combination of multiple harmonics. Therefore, the harmonic model may be adapted to
this feature. The values of the parameters used are shown in Table 4.1. The values of
a1(A), b1(A), a2(A) and b2(A) were adjusted to match the average RMS magnitude from
the real patient data.
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Table 4.1 Parameters for Simulated Tremor [71]
Parameter

Value

Parameter

Value

A1(a)

0.3

A1(b)

0.15

B1(a)

1.25

B1(b)

1.25

C1(a)

0.59

C1(b)

0.63

A2(a)

0.1

A2(b)

0.2

B2(a)

1.25

B2(b)

1.25

C2(a)

0.59

C2(b)

0.63
1, single harmonic

σst

2

-4

10

Nt
2, two harmonics

ω0

4.5 Hz

From the analysis of real patient data, it was found that a high proportion of PD tremor
consists of multiple harmonics. Therefore, two different types of tremors were simulated
using the harmonic model (Fig. 4.1 and Fig. 4.2). All signals were simulated using a 0.01
s time step in Matlab.
Fig. 4.1 shows a simulated tremor with a single harmonic (Nt=1 for the harmonic model).
The frequency analysis shows that the fundamental frequency is approximately 4.5 Hz.
The RMS amplitude is 2.19 m/s2. A two-harmonics tremor motion is shown in Fig. 4.2
(Nt=2 for the harmonic model). The frequencies of the first harmonic and second
harmonic are 4.5 and 9 Hz respectively. The RMS amplitude is 2.49 m/s2. Although it is
not sufficient to claim that the simulated tremor and real tremor are equivalent, the
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amplitude and frequency characteristics of the simulated tremor are similar to real tremor.
Therefore, in the following sections, the simulated tremor is used for the evaluation of
several tremor estimators.

Figure 4.1: Simulated tremor using harmonic model. Top: Tremor manifestation in
the time domain. Bottom: Tremor manifestation in the frequency domain. Nt = 1.

Figure 4.2: Simulated tremor using harmonic model. Top: Tremor manifestation in
the time domain. Bottom: Tremor manifestation in the frequency domain. Nt = 2.
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4.2 Adaptive Tremor Estimator
Due to the nonstationary nature of the tremor, an adaptive algorithm is particularly
effective for estimating the tremor signal because it constantly adjusts its parameter to
achieve optimal performance. There are several tremor estimation algorithms have been
developed. Most of them are derivatives of two basic estimators: the WFLC and the
Kalman Filter (KF). In this section, these two basic estimators are compared, and a
combined algorithm is studied based on real tremor data.

4.2.1

Weighted Fourier Linear Combiner

Prior to the establishment of the WFLC, the FLC was first introduced in 1994 [67] to
decouple the noise that exhibits on the brain evoked response of an anesthetized cat. It
filters the input signal in the form of a dynamic truncated Fourier series model as follows:
M

y(k )  [ar sin(r0 k )  br cos(r0k )] ,

(4.3)

r 1

where the adaptive filter weights are the Fourier coefficients, ar and br. M is the number
of harmonics.
The FLC estimates the Fourier coefficients at a given frequency (ω0) using the Least
Mean Square (LMS) algorithm. The frequency components are given as follows:


 sin(r0 k ),
xr (k )  

cos  r  M  0 k  ,
The

adaptive

filter

weight

is

given

as,

1 r  M
M  1  r  2M
where W (k )  [w1 (k )

(4.4)

w2M (k )]T ,

 (k )  s(k ) W T (k )  X (k ) is the estimation error, μ is the adaptive gain that is inversely
proportional to convergence, and s(k) is the input signal. The estimated tremor signal is
given as:
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^

y(k )  X (k ) W (k )
where X (k )   x1 (k )

(4.5)

x2M (k ) .
T

A block diagram of the FLC is shown in Fig. 4.3. An input signal with a known
frequency component can be effectively estimated and cancelled through the FLC.
However, it is not optimal for a signal with varying frequency, such as tremor. Therefore,
a WFLC, which tracks both frequency and amplitude, was developed subsequent to the
FLC [68].
S (k )

 (k )

+


y (k )
 sin(r0 k ), 1  r  M
X r (k )  
cos  (r  M )0 k  , M  1  r  2M

X (k )

X
W (k )

W (k )  W (k  1)  2   X (k )   (k )

Figure 4.3: Block diagram of the Fourier Linear Combiner.
Similar to the estimation of the Fourier coefficients in the FLC, a second LMS algorithm
was applied to estimate the frequency component ω0,
M

（
0 k+1）=0 (k )  20 k  ( wr xM  r  wM  r xr )
r 1

accordingly,

(4.5)
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k

sin(
r
0 (i)),


i 0

X r (k )  
k
cos  r  M   (i)  ,

0

 
i 0


1 r  M
(4.6)

M  1  r  2M

where μ0 is the adaptive gain that is inversely proportional to convergence.
The values of μ0 and μ are crucial to the convergence of the system. They were chosen
based on the method used in [67, 68]. To determine the optimal values for μ0 and μ, the
following value ranges were considered:

u  0.01  0.025i

i  1, 2,3,...20

u0  [109 ,5 109 ,108 ,5 108 ,...104 ,5 104 ,103 ].
To test the performance of the WFLC and identify the optimal values for its parameters, a
simulated tremor with a 4.5 Hz fundamental frequency was generated using the harmonic
model introduced in Section 4.1. The percentage fit error (PFE) value (Equation 4.7) and
the correlation coefficient were used to test each value combination. A total number of 20
trials were performed.


Sy
PFE 

S

100%

(4.7)

The minimal PFE and maximal correlation coefficient were achieved when μ0 = 1e-7 and
μ = 0.21. The time series of the simulated tremor and estimated tremor signal is shown in
Fig. 4.4. The PFE and the correlation coefficient obtained from 20 trials are 34.55% ±
1.82% and 0.94 ± 0.01, respectively. Fig. 4.5 shows the tremor motion in the frequency–
time domain, the colour bar indicates the magnitude of the tremor motion. These results
demonstrate that the WFLC can track the frequency of the tremor well; however, there is
a relatively large error in the amplitude of the estimated tremor. This large error may be
caused by a limitation of the gradient-based estimation algorithm of the WFLC. To
improve the performance of the amplitude estimation, a KF is introduced for tremor
amplitude estimation.
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Figure 4.4: Time series of the simulated tremor and the estimated tremor from one
randomly selected trial. The simulated tremor signal is shown in red and the
estimated tremor is shown in blue.

Figure 4.5: Short time Fourier transform of the simulated tremor and the estimated
tremor from one randomly selected trial.

4.2.2

WFLC-based Kalman Filter

Different from the WFLC, a KF estimates the optimal solution by minimizing the
covariance of a posteriori estimation error [83]. Therefore, the adoption of a KF makes it
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possible to enhance the accuracy of tremor estimation. Since the development of the KF
[84], it has become a widely used approach for tracking estimation. A standard KF model
is given below,


~

X (k | k  1)  Ft X (k  1| k  1)


~

P(k | k  1)  Ft P(k  1| k  1) Ft T  GQG T
~

  zm (k )  H X(k | k  1)
~

S  H P(k | k  1) H T  R

(4.8)

~

K  P(k | k  1) H T S 1


~

X (k | k )  X (k | k  1)  K


~

P(k | k )  (1  KH ) P(k | k  1)
~

~

where X is the prediction state, P is the prediction error covariance,  is the innovation,
which integrates the input signal to the estimator, S is the innovation covariance, K is the
^

^

Kalman gain, X is the estimation state, which represents the estimated tremor, P is the
estimation error covariance, Ft is the state transition matrix of a tremor model, G and R
are the process and measurement noise covariance matrices, zm is the measured value,
and H is the measurement matrix of the input signals.
In order to adopt a KF for tremor estimation, PD tremor is modeled as a quasi-sinusoidal
motion in the absence of a complete PD tremor model:

St (k )  an (k )sin(2 f t kTs )  bn (k )cos(2 f t kTs ) ,

(4.9)

where an and bn are the Fourier coefficients, ft is the frequency of the tremor, and Ts is the
sampling time. Therefore, the state transition matrix can be calculated as follows:

 S t (k  1) 
 S t (k ) 

  Ft  

 S t  k  1 
 S t (k ) 
cos(2 f tTs )
sin(2 f tTs ) / (2 f tTs ) 

Ft  

cos(2 f tTs )
 2 f tTs sin(2 f tTs )


(4.10)
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notice that

St (k  1)  cos(2 f tTs ) St (k )  sin(2 f tTs ) St (k ) / (2 f tTs )

(4.11)

S t (k  1)  cos(2 f tTs ) St (k )  2 f tTs St (k )sin(2 f tTs )
The frequency (ft) of the PD tremor is estimated by a WFLC, the signal flow diagram is
shown in Fig. 4.6. The values of the parameters of the KF are given in Table 4.2.
Measured Tremor

WFLC

Tremor Frequency

KF

Estimated Tremor

Figure 4.6: Signal flow diagram of a WFLC–KF tremor estimator
Fig. 4.7 shows the time series of the simulated tremor, the WFLC estimated tremor and
the WFLC–KF estimated tremor. From the figure, it can be observed that the WFLC–KF
estimator has better performance on amplitude tracking over the WFLC estimator. A
time–frequency analysis was performed to investigate the performance of frequency
tracking of the WFLC–KF estimator. Fig 4.8 shows that the frequency curve of the
estimated tremor matches the frequency curve of the simulated tremor. These preliminary
results indicate that the WFLC–KF estimator may achieve a better performance for
tremor estimation.
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Figure 4.7: Time series of the simulated tremor and the estimated tremors from
both WLFC and KF. The simulated tremor signal is shown in red, the WFLC
estimated tremor is shown in green, and the KF estimated tremor is shown in blue.
Table 4.2 Parameters of the KF
Parameter

Value

Parameter

Value

R

400

G

 0.1 104 
 4

0.1 
10

Q

0.9

H

[1, 0]

Ts

0.01 s
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Figure 4.8: Short time Fourier transform of the simulated tremor and the WFLC–
KF estimated tremor from one randomly selected trial.
A total of 20 trials were conducted to compare the performance of the WFLC and the
WFLC–KF estimator, and to generate a more robust conclusion (Fig. 4.9). Prior to each
trial, a different simulated tremor signal was generated for both estimators. In comparison
with the WFLC estimator, the WFLC–KF estimator has a lower fit error (7.08% ± 1.01%)
and higher correlation (0.9980 ± 0.0007). This supports the conclusion that the WFLC–
KF tremor estimator provides better tremor estimation performance than the WFLC
estimator.

Figure 4.9: Performance comparison between the WFLC estimator and the WFLC–
KF estimator. A total of 20 trials were performed.
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4.3 The Effect of the PD Tremor Model’s Harmonics on
Tremor Estimation
The analysis of real patient data in Chapter 3 shows that the PD tremor consists of
multiple harmonics. The frequency of the kth harmonic is roughly k times the fundamental
frequency. In most previous studies [68, 70, 71, 75, 85], the tremor estimators use only a
single harmonic model; however, this is insufficient to achieve a good estimation result.
Therefore, in this section, the effect of the PD tremor model’s harmonics on the
performance of the estimator is investigated. A PD tremor model with two harmonics is
adopted in the WFLC–KF, as follows:

S t (k )  S t1 (k )  S t2 (k )
S t1 (k )  an1 (k )sin(2 f t1kTs )  bn1 (k ) cos(2 f t1kTs )

(4.12)

S t2 (k )  an2 (k )sin(4 f t2 kTs )  bn2 (k ) cos(4 f t2kTs )
where St1 and St2 represent the models of the first and second harmonic. ft1 and ft2 are the
estimated frequencies of the first and second harmonic using two WFLCs.
Correspondingly, the state transition matrix is modified as follows:
 S t1 (k  1) 
 S t1 (k ) 




 S t1 (k  1) 
 S t1 (k ) 

  Ft  

 S t2 (k  1) 
 S t2 (k ) 




 S t2 (k  1) 
 S t2 (k ) 

(4.13)

cos(2 f t1Ts )
sin(2 f t1Ts ) / (2 f t1Ts )
0
0


 2 f T sin(2 f T )

cos(2

f
T
)
0
0
t1 s
t1 s
t1 s

Ft  

0
0
cos(2 f t2Ts )
sin(2 f t2Ts ) / (2 f t2Ts ) 


0
0
2 f t2Ts sin(2 f t2Ts )
cos(2 f t2Ts )



The signal flow diagram is shown in Fig. 4.10. Prior to the frequency estimation, the
measured tremor is decomposed into two harmonics using two 1st-order band-pass
Butterworth filters with cutoff frequencies of 3 to 6 Hz, and 6 to 30 Hz. The values of the
parameters of the modified WFLC–KF estimator are given in Table 4.3.
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Measured tremor

Band-pass
filter 1

Band-pass
filter 2

WFLC 1

WFLC 2

st

Frequency of 2nd Harmonic

Frequency of 1 Harmonic

KF

Estimated Tremor

Figure 4.10: Signal flow diagram of a modified WFLC–KF tremor estimator
In order to compare the estimated tremor with a reference tremor signal, a 1st-order bandpass Butterworth filter with cutoff frequencies of 3 to 30 Hz was used to acquire the
reference tremor signal after sampling.
Table 4.2 Parameters of the WFLC–KF
Parameter

Value

Parameter

Value

R

diag(400, 800)

Ts

0.01 s

Q

diag(0.9, 0.9, 2, 2)

H

1 0 0 0
0 0 1 0



G

102 101 0
0 
 1

2
10
0
0 
10
 0
0 108 105 


0 105 108 
 0

Fig. 4.11 shows a preliminary estimation result using real PD tremor data. The top figure
shows the estimated tremor generated by the WFLC-KF estimator using the single
harmonic model. The bottom figure shows the estimated tremor generated by the WFLC–
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KF estimator using the two-harmonics model. In comparison with the former estimator,
the estimator adopting a two-harmonics model appears to produce a better estimation
result. In order to draw a more robust conclusion, both of the estimators were tested on a
total of 18 real PD tremor signals.
The percentage estimation accuracy (PEA) is adopted for the evaluation,

PEA  100 

true value - estimated value
100%
true value

(4.14)

Fig. 4.12 Left shows that the adoption of a two-harmonics model results in better
estimation performance than the single harmonic model. The average increase in
accuracy is about 13%. This increase is probably facilitated by the fact that most of the
PD tremors consist of multiple harmonics. Furthermore, the increased correlation (Fig.
4.12 Right) also indicates that the two-harmonic tremor model surpasses its counterpart.

Figure 4.11: Time series of the WFLC–KF estimators with different tremor models.
The top figure shows the result from the estimator using the single harmonic model.
The bottom figure shows the result from the estimator using the two-harmonics
model.
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Figure 4.12: Performance comparison between the WFLC–KF estimators with
different tremor models. A total of 18 trials were performed.

4.4 Conclusion
This chapter presented two motion-tracking algorithms (WFLC and KF) and their
combination (WFLC–KF). The results showed that the WFLC–KF utilizes the frequency
tracking capabilities of the WFLC, complemented by the KF for better amplitude
estimation. Finally, the effect of the PD tremor model’s harmonics on estimation
performance was investigated. A two-harmonics tremor model was introduced in the
WFLC–KF. The results showed a 13% increase in the estimation accuracy and the
correlation was increased from 0.96 to 0.99.
In a tremor suppression system, the tremor estimator sends the estimated tremor signal to
the actuation system to conduct suppression on tremor. The actuation systems of many
current exoskeleton devices have issues associated with their size, weight, power source,
and overall effectiveness. In the next chapter, a novel multi-channel mechanical splitter
(MMS) for tremor suppression device is introduced as a possible solution.
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Chapter 5

5

DESIGN OF A MULTI-CHANNEL MECHANICAL
SPLITTER FOR TREMOR SUPPRESSION

As mentioned in Chapter 2, most of the tremor suppression devices designed within the
last 15 years are either too bulky or too heavy, mostly due to the fact that these devices
need one heavy actuator for each DOF. Other problems are also associated with their
actuation systems, such as pneumatic cylinders or vibration exciters. Although some
devices achieved good suppression performance, widespread adoption by patients is still
further down the road because of the issues presented above. Therefore, we need a novel
solution to facilitate the transition of wearable devices from the lab environment to
patient use. In this chapter, a possible solution is introduced: to split one powerful input
into multiple independent outputs using a novel mechanism.

5.1 Literature Review
A continuously variable transmission (CVT), also known as a gearless transmission, can
consecutively change the effective gear ratio between a minimum and a maximum value.
In comparison with other mechanical transmissions, this feature allows the input speed to
maintain a constant value while modifying the output speed. Therefore, a CVT could be
used as the core of a single-input-multiple-output mechanism. A variety of continuously
variable transmissions have been introduced and used in manufacturing, vehicles, and
robotics, among others. [86–92]. These CVTs use friction, belts, and chains to change the
transmission ratio.
A belt–pulley CVT system is the most commonly used CVT system. It contains two
pulleys that are split axially into two halves. Each half has an inclined surface that
supports a belt. The edge of the belt slides on the inclined surfaces of the pulleys as each
half moves along the axis of rotation. The gear ratio is determined by the locations of the
belt on the driving pulley and the driven pulley. A diagram of a belt–pulley CVT system
is shown in Fig. 5.1. One disadvantage of this belt–pulley CVT system is that it requires
high friction at the belt–pulley interface to transmit force from one to the other, while
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simultaneously requiring low friction in order to allow the belt to slide along the surface
of the pulley. These requirements dictate the use of a high power actuator to move each
half of the pulley along the axis of rotation. Another disadvantage is that the system is
rather complex. Therefore, it is difficult to minimize the size of the device for use in
wearable devices.

Figure 5.1: Diagram of a belt–pulley CVT system
In addition to the CVT, a direction control mechanism is required in a transmission
system to change the direction of motion of the output of a CVT. An example of a
direction control mechanism is shown in Fig. 5.2. The internal gear A and pinion B are
connected concentrically, and are driven by the one–way input. The pinion C is
controlled by an actuator to engage with either the internal gear A or the pinion B. Hence,
the direction of rotation of the pinion C can be changed accordingly. The use of a
direction control mechanism allows the transmission system’s output to have a
controllable direction and speed. However, this additional mechanism not only increases
the complexity of the device, but also its size and weight. Besides, an additional actuator
is needed. Therefore, to be suitable for a wearable device, the transmission system must
incorporate both direction control and speed control with a minimal number of
components.
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Figure 5.2: Diagram of a direction control mechanism. A is an internal gear, B and
C are pinion gears. The black arrows represent the direction of motion.
A frictional variable speed drive (FVSD) is a CVT system that transmits speed from one
side to another using contact friction. A simple example of FVSD [93] is shown in Fig
5.3. The driving plate rotates at a constant speed ωin, while the speed of the driven plate
varies with its relative position to the centre of rotation of the driving plate. The gear ratio
is given as follows:

u

rout
rin

(5.1)

The disadvantage of this system, similar to the belt–pulley CVT system, is that it requires
high friction in order to transmit enough force from one side to the other, but at the same
time, it must have low friction for the driven plate to slide smoothly along the surface of
the driving plate. The advantage is that the direction of rotation can be switched simply
by sliding the driven plate from one side of the driving plate to the other. In comparison
with the belt–pulley CVT system, this design has significantly reduced complexity, size
and weight.
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Figure 5.3: Diagram of a frictional variable speed drive. f is the friction coefficient
of the materials of two plates. rin is the distance between the driven plate and the
rotation axis of the driving plate; rout is the radius of the driven plate.
As mentioned above, the friction issue of the FVSD makes it difficult to use in a
wearable device because a high power steering actuator is required to slide the driven
plate. In order to design a power efficient MMS, the design of the Cobot was considered
for generating a new concept [94–96]. A diagram of the Cobot’s CVT is shown in Fig.
5.4. The Cobot’s CVT includes two driven rollers, one steering/driving roller, two
following rollers and one sphere. All rollers are pressed against the sphere in order to
provide continuous transmission. The two driven rollers are placed perpendicular to each
other. The output velocities are controlled by the steering angle and driving velocity.
The adoption of a sphere as the transmission medium reduces the static friction generated
by the rotation of the steering roller, therefore, it reduces the torque requirement for the
steering actuator. However, a number of drawbacks are identified, as follows:


The speed range of a driven roller corresponds to the range of the steering angle (0–
180°). This large range of rotation significantly increases the response time of the
CVT.



The output velocities of the driven rollers are coupled.



The size is too bulky to allow for a network with multiple independent outputs.
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Figure 5.4: Diagram of the Cobot’s CVT model. The transmission ratio from the
driving roller to the 1st and 2nd driven rollers are defined as ω1/ω = cos(θ) and ω2/ω
= sin(θ), where θ is the steering angle. In the drawing, ω, ω1 and ω2 are the angular
velocities of the rollers.
Based on the advantages and drawbacks of the Cobot’s CVT and FVSD, the firstgeneration MMS was developed. The detailed design is given in the following section.

5.2 Concept Generation
The purpose of a MMS is to couple a single input power source to multiple output
applications. It also allows each output to operate with a required direction of motion,
velocity and torque. The signal flow between the power source and the output is shown in
Fig. 5.5. The power source supports the unit with a stable speed and torque, while the
speed control unit and the direction control unit change the transmission ratio (γ) and
direction of motion (σ) according to the control signal.
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Figure 5.5: Signal flow between the power source and the output.
Denoting the input speed and torque as win and τin respectively, the output speed (wout)
and torque (τout) are given as follows:

wout       win

 out      in /  ,

(5.2)

where η and ξ are the efficiency coefficients of the CVT for velocity and torque
transmission, γ is the transmission ratio, and σ is a sign function:
1

 0
1


x0
x0 ,
x0

(5.3)

where x > 0 means that the output and input motions have the same direction, x < 0
means that the output and input motions have opposite directions, and x = 0 means that
the output speed is zero.
Since the control signal of the MMS is separate from the input, the MMS can be used as a
unit in either a serial network (Fig. 5.6) or in a parallel network (Fig. 5.7).
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Figure 5.6: Signal flow of a total of n MMS units in a serial network.

Figure 5.7: Signal flow of a total of n MMS unites in a parallel network
In the serial configuration, each MMS unit transmits power from the previous unit to the
next. Based on the application requirements, the output speed and torque of each unit can
be controlled by the user’s control command. Suppose the transmission ratio, speed
efficiency and torque efficiency of the ith MMS are γi, ηi and ξi respectively. The direction
sign function of each unit is denoted as σi. Therefore, the output speed and torque of the
last unit (mth) are given as follows,
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m

wm  win   ( i i   i )
i 1

m

 m   in   ( i  i /  i )

(5.4)

i 1

With this configuration, the output velocity of the mth unit can be promptly
reduced/raised to any value compared with a single MMS unit. Besides, it offers a wider
range of transmission ratios. This feature is achieved by linking the input and the output
through a series of MMS. Hence, the output of each MMS is highly dependent on the
others. By changing the transmission ratio of each MMS at the same time, the output
velocity of the terminal MMS can be changed rapidly.
In the parallel configuration, each MMS unit shares the same power source, while
controlled separately by different control signals. Supposing that the impact of the
internal power consumption of all MMS on the power source can be neglected and the
power source can provide sufficient power for all units, then the output speed and torque
of the ith unit can be given as follows:

wi  win   i  i   i

 i   in   i  i /  i

(5.5)

With this configuration, all outputs are independent of each other. This feature allows the
use of one power source to supply different applications. Moreover, each MMS unit can
be customized according to different application requirements. The flexibility of this
configuration is much higher than the serial configuration. However, this configuration
requires a longer time to achieve the target speed in comparison with the serial
configuration. The simultaneous responses of multiple MMSs in the serial configuration
result in an exponential change to the total transmission ratio. Therefore, the parallel
configuration has a slower response compared to the serial configuration.
Based on the proposed concept of the MMS, the design process is described in the
following sections.
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5.3 Design Specifications
The goal of this work was to design and develop a MMS that can be used in a wearable
tremor suppression glove. A schematic of the concept of the wearable tremor suppression
glove is shown in Fig. 5.8. It consists of a sensing glove and an actuation box. These two
sections are connected through non-stretchable cables. The sensing glove contains IMUs,
tubes that guide the cables and insertion points for all cables to transfer force from the
actuation box to the hand. The core component of the actuation box is the MMS.

Figure 5.8: Schematic of a hand tremor suppression glove. The actuation box section
and the sensing glove section are separated by the dashed line.
The MMS should have the following functions:
1) It can suppress the tremor movement while allowing the voluntary movement to occur,
2) Its size and weight can be scaled according to different applications. The weight of the
MMS should be less than 100 g in order to be suitable for use in a tremor suppression
device.
3) It can generate at least 0.2 Nm torque, which is the wrist flexion/extension torque
generated by tremor [97]
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4) The efficiency of the MMS should be close to 60% (as compared with a motor–
gearhead combination with an efficiency of 60–70%).
A detailed discussion of the design of MMS is presented below.

5.4 First-Generation MMS
5.4.1

MMS Conceptual Model

The conceptual model of the first-generation MMS and a schematic of its operation are
shown in Fig. 5.9. It incorporates a universal joint, which links a hemispherical disc and a
power source. A cylinder (output shaft) is held against the disc so that the power can be
transmitted to the cylinder. The position of the cylinder is a control variable that
determines the transmission ratio. The hemispherical disc passively pivots with the
movement of the cylinder. The use of the universal joint allows the disc to pivot in the
same plane as the axis of the output shaft, while transmitting rotational movement. The
transmission ratio, which depends on the operating radius of the disc, is given as follows:

rout
rout
 
p
rin
R  sin
R
 R  sin(max )

u  
rin.max

(5.6)

where rin is the distance between the contact point and the rotation axis of the
hemispherical disc, rout is the radius of the output shaft, R is the radius of the
hemispherical disc, η is the efficiency coefficient, p is the surface distance from the
centre of the disc to the contact point of the output shaft and the hemispherical disc, rin.max
is the maximal operating radius for rin, and φmax is the maximal operating angle of the
universal joint.
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Figure 5.9: (a) Conceptual model of the first–generation MMS. R represents the
radius of the hemispherical disc. rin represents the distance between the contacting
point and the rotation axis of the hemispherical disc. rout is the radius of the output
shaft. ωin and ωout represent the input speed and output speed respectively. φ
represents the pivot angle. (b) Relation of the pivot angle of the hemispherical disc
with the output shaft speed.
In comparison with the Cobot’s CVT system, this first-generation MMS has a much
lower contact friction between the input medium and the output medium because the
static friction is converted to rolling friction by the pivoting motion of the disc. No
additional transmission medium is required in this design. Furthermore, the size of the
MMS can be scaled without affecting the transmission ratio.

5.4.2

MMS CAD Model

Based on the conceptual model introduced above, a CAD model was created (Fig. 5.10).
The rotational motion of the output shaft (#3) is transmitted through the surface of the
hemispherical disc (#16) while the translational motion is permitted by two sets of ball
bearing carriages and rail guides (#13 and # 15) mounted on the inside platforms of the
output shaft. Two shaft collars (#1 and #12) are used to hold the rail guide support (#14)
in position, therefore, allowing only the output shaft to move along the steel shaft (#11).
A universal joint (#6) is used to transmit power from the power source (#10, a DC motor)
to the hemispherical disc, while allowing the disc to pivot with the movement of the
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output shaft. The specifications of the components used in Fig. 5.10 are given in Table
5.1.
In some cases, the application requires the MMS to have a high stall torque, i.e., the
output shaft approaches the centre of the hemispherical disc. In order to provide a
sufficient amount of torque when the output speed reduces to zero, a series of grooved
sections were added along the mid-line of the output shaft (Fig. 5.10 #3). As the output
shaft approaches the centre of the disc, a pin–spring combination (#4 and #5), which is
assembled inside of the hemispherical disc, locates within one of the grooved sections
preventing the output shaft from rotating further.

Figure 5.10: The CAD model of the first-generation MMS. 1 and 12. shaft collar, 2
and 8. ball bearings, 3. output shaft, 4. holding pin, 5. compression spring, 6.
universal joint, 7. bevel gear set, 9. supporting base, 10. brushless DC motor
(BLDC), 11. Steel shaft, 13. linear rail guide, 14. rail guide support, 15. ball bearing
carriage, and 16. hemispherical disc.
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Table 5.1: Component specifications for the first concept.
Part No.

Part Name

1, 12

Shaft collar

2, 8

Ball bearings

3

Output shaft

4

Holding pin

5

Compression
spring

6

Universal joint

7

Bevel gear set

11

Steel shaft

13, 15

Linear rail guide
with carriage

16

Hemispherical
disc

Specification
OD: 10 mm, ID: 3.18 mm, Width: 9 mm, M3 set
screw
OD: 9.53 mm, ID: 3.18 mm, Width: 3.97 mm,
dynamic load: 64 lbs.
OD: 20mm, ID: 16 mm, flange OD: 25 mm, flange
width: 1 mm, groove dimension: 2.55×2×1.25 mm,
inside platform: 7.1×2.84 mm
Base diameter: 4.16 mm, base height: 2 mm, pin
diameter: 1.8 mm, pin length: 4 mm
OD: 4.57 mm, wire diameter: 0.46 mm, length: 3.2
mm, max. Load: 1 lbs.
OD: 4.78, bore diameter: 3.18 mm, length: 25.4 mm,
max. op. Angle: 30º, static torque: 1.792 Nm
Pitch diameter: 19.05 mm, face width: 4.06 mm,
overall width: 10.31 mm, bore: 4.76 mm, teeth: 32/48
(pinion/gear)
Diameter: 3.18 mm, length: 67.35 mm
Rail width: 1 mm, rail length: 42 mm, carriage width:
4 mm, carriage length: 6.5 mm, over all height: 2.5
mm, max. dynamic load: 15 lbs.
Radius R: 15 mm, Max. rin: 10 mm, overall height:
10 mm

The advantages of using a linear guide rail with the carriage in this design are that it
allows the translational movement of the cylinder to coexist with the rotational movement
and that it is relatively lightweight. However, the contact area of the carriage is not large
enough to dissipate the force applied by the cylinder, causing the parts to break when
force is applied to the edge of the cylinder. A picture of a failed linear carriage is shown
in Fig. 5.11.
In order to support higher forces applied by the cylinder, another design was proposed to
solve this problem (Fig. 5.12). In this second design, there are four linear ball bearings
(#5), and two guide shafts (#3). Two linear bearings were placed on each shaft to keep
the guide shafts aligned with the steel shaft (#1). A 0.5 mm clearance between the
cylinder and the steel shaft was created to reduce unwanted friction. All three shafts are
press fitted into two shaft collars (#2 and #4) to transmit the rotational movement from
the cylinder to the two shaft collars. This design solved the force issue from the first
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version. Furthermore, the use of four bearings guaranteed that the applied force was
distributed evenly on the guide shafts, hence improving the linearity of the translational
movement.

Figure 5.11: An example of a failed linear guide rail. The force was applied on one
side of the cylinder causing the cylinder to lose alignment with the axis of the shaft.
Hence, the failure of the linear guide rail is present due to the lack of concentricity.

Figure 5.12: The second configuration of the frictional cylinder. 1. Steel shaft, 2.
shaft collar with groove, 3. guide shaft, 4. shaft collar, and 5. linear ball bearing.
In order to control the position of the cylinder along its axis, additional actuation is
required. The configuration of the linear actuation section is shown in Fig. 5.13. A
miniature brushless DC (BLDC) motor (# 1) is incorporated in this section to serve as the
power source. The power is transmitted to a nut (#5) through a set of bevel gears (#2) and
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a lead screw (#3). The flange of the cylinder is held by two miniature bearings (#7)
mounted on a carriage. With this configuration, the translational movement of the
cylinder can be controlled by the motor’s rotation. Since the universal joint can move in
space, two stainless steel bars (#8) are fixed in parallel on both sides of the universal joint.
These two bars constrain the movement of the universal joint to only one plane. The
specifications of the components used in Fig. 5.13 are given in Table 5.2.
Table 5.2: Component specifications for the second concept.
Part No.
1

Part Name
Miniature BLDC
motor

2

Bevel gear set

3

Lead screw

4

6

Aluminum rod
Wear
compensating
nut
Machine screw

7

Ball bearings

8

Stainless steel
bar

5

Specification
OD: 6 mm, length: 26.7 mm

OD: 10.16 mm, ID: 3.18 mm, pitch diameter: 9.53 mm,
hub diameter: 8.33 mm, overall width: 7.14 mm, ratio: 1:1
Thread: 3.56 mm, length: 64.65 mm, travel distance per
turn: 1.22 mm
Diameter: 2.38 mm, length: 49 mm
Length: 12.7 mm, travel distance per turn: 1.22 mm, load
capacity: 5 lbs.
Length: 4.76 mm, thread: 00-90
OD: 3.97 mm, ID: 1.19 mm, width: 1.59 mm, dynamic
load: 14 lbs.
Diameter: 3.18 mm, length: 64.65 mm

The selection of the steering motor and lead screw depends on the application of the
MMS. Normally, the voluntary human motion has frequencies of less than 3 Hz. In order
to keep the output of the MMS following the voluntary motion while suppressing tremor
motion, the frequency of movement for the cylinder should be greater than 3 Hz. The
travel distance of the cylinder is 26 mm, therefore, the minimal speed for the nut is 78
mm/s, which is the product of the travel distance of the cylinder (26 mm) and the
frequency of movement (3 Hz).
A lead screw is used to increase the pushing force of the nut and to convert rotary motion
to linear motion. A 1.22 mm travel distance per turn lead screw was adopted; the pushing
force generated by this lead screw is calculated below. With this lead screw, the minimal
rotary speed for the steering motor becomes 3,836 rpm. A number of miniature motors
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were compared, and eventually, a miniature BLDC motor (Maxon, EC 6 brushless DC
motor, 2 watt, 41,000 rpm nominal speed, 0.49 mNm nominal torque) with 3.9:1
reduction ratio gearbox was chosen as the steering actuator. Based on this motor, the
pushing force of the nut can be calculated using the equation below,

F

2  l
L

(5.7)

where τ is the steering motor nominal torque, ηl is the efficiency, and L is the travel
distance per turn of the lead screw. Choosing ηl = 0.8, the minimal pushing force is 6.93
N. In the presence of linear ball bearings, this pushing force is enough for the current
configuration.

Figure 5.13: Configuration of the linear actuation. 1. Miniature BLDC motor, 2.
bevel gear set, 3. lead screw, 4. aluminum rod, 5. wear compensating nut, 6. machine
screw, 7.miniature ball bearings, and 8. stainless steel bars.
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5.4.3

MMS Prototype

A prototype of the first version MMS is shown in the Fig. 5.14. Both the cylinder and the
disc are covered with thin natural rubber to increase the friction coefficient. In theory, by
changing the position of the cylinder, the output power can be changed. However, the
experiment result showed that the hemispherical disc is not able to stay at a demanded
angle once it starts to rotate. One possible reason is that when the disc rotates, the
component force of the friction at the contacting point pushes the disc to the pivoting side.
Since there is no external force applied to counterbalance this force, the disc will keep
pivoting until it is stopped by the bars. Without the use of an additional mechanism, the
performance is significantly affected by this drawback. In order to solve this issue, a
second-generation MMS was proposed.

Figure 5.14: The prototype of the first version of the MMS.
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5.5 Second-Generation MMS
5.5.1

MMS Model

In the previous design, the output of the MMS is controlled by the position of the
frictional cylinder. Adding more components to solve the slippage issue would lead to
increased complexity and size of the MMS. In order to achieve the expected function
with minimal complexity, a second version of the MMS was envisioned, and is
introduced in this section.
Different from the first generation, the controlled component was changed from a
cylinder to a hemispherical disc (Fig. 5.15). In this version, the hemispherical disc (#12),
a ball bearing (#4) and a disc support (#13) are connected through a steel shaft (#14).
There are two ball bearings placed on each side of the disc support, allowing the
hemispherical disc to pivot along the major axis of the disc support.

Figure 5.15: Configuration of the second-generation MMS. 1. Machine screw, 2.
pulley, 3. timing belt, 4. ball bearings, 5. frictional cylinder with embedded linear
bearings, 6. gear set, 7. arc guide rail, 8. shaft carriage, 9. nonstretchable cable, 10.
BLDC motor, 11. miniature BLDC motor, 12. hemispherical frictional disc, 13. Disc
support, and 14. steel shaft.
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A gear–spool–cable mechanism is used to control the pivot angle of the hemispherical
disc (Fig. 5.16). There are two circular grooves that function as a spool on either side of
the larger gear. A nonstretchable cable (#4) is wound on the spools with both ends fixed
to the gear. The midpoint of the cable is fixed inside of the carriage (#3) to transmit the
motion to the hemispherical disc. The angle range of the arc guide rail (#2) determines
the pivot angle range of the hemispherical disc.

Figure 5.16: Left: Configuration of the gear–spool–cable mechanism. 1. Circular
groove, 2. arc guide rail, 3. shaft carriage, 4. nonstretchable cable. Right: Diagram
of the gear–spool–cable mechanism. rm is the radius of the minimal motor gear, rs is
the radius of the spool on the bigger gear, rg is the radius of the bigger gear, ld is the
short length of the disc shaft from the pivot centre to the surface of the
hemispherical disc, ls is the length of the disc shaft from the pivot centre to the point
where the nonstretchable cable and the shaft intersect, and θ is the pivot angle.
The advantage of this design over the other frictional speed drive is the reduced friction
requirement between the cylinder and the disc. Similar to the operation of steering a
vehicle that requires less torque to steer when the vehicle is moving, this mechanism
requires less torque to steer when the hemispherical disc is rotating. Once power is
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transmitted from the power motor to the disc, only a small amount of torque is required to
pivot the disc. The designs of the hemispherical disc, elongated disc shaft, the gear set
and the linear bearings contribute to reducing the power requirement of the miniature
BLDC motor. A diagram of the power reduction mechanism is shown in Fig. 5.16, and
the reduction ratio is given below,



s rm  rs

m rg  ls

(5.8)

where ωs and ωm are the shaft pivoting speed and miniature motor rotary speed,
respectively. The relationship between the pivoting angle and the small motor rotation
can be defined as follows:



2    rs  rm
 Nm
rg  ls

(5.9)

where Nm is the small motor rotation. The lateral pushing force generated on the disc can
be defined as follows:

Fd 

m
,
  ld

(5.10)

where τm is the miniature motor nominal torque. Using the same steering motor as was
used for the first version of the MMS, the maximal lateral pushing force is 8.1 N. Here,
rm = 2.5 mm, rs = 5.25 mm, rg = 15.5 mm, ls = 53 mm, ld = 13 mm, and τm= 1.68 mNm
(with a gearbox efficiency of 0.88). This pushing force is sufficient to move the cylinder
with a maximal load of 162 N (0.025 rolling friction coefficient and a 0.5 efficiency).
Accordingly, the maximal speed of the cylinder is 229 mm/s. Therefore, this
configuration is sufficient to be used in the tremor suppression application.
In comparison with the previous designs, another difference is the method of power
transmission. Since the hemispherical disc is constantly pivoting, the transmission
mechanism should be able to adapt to the relative movement between the power source
(input) and the disc (output). The use of a gear set has high efficiency in a transmission
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system. However, it is not ideal to use it in the MMS because an additional differential
mechanism is required to eliminate the effect of the time-varying movement between the
input and output of the gear set. This not only increases the complexity of the MMS, but
also increases its size and weight. Therefore, in this version, a timing belt (Fig. 5.15, #3)
was used as the medium to transfer power from the BLDC motor (#10) to the
hemispherical disc (#12).

5.5.2

Cable Installation

The use of a nonstretchable cable provides good power transmission. In order to
minimize the effect of backlash, appropriate tension was applied to the cable [98]. In
order to attach the cable (Spectra® fiber with breaking strength 10 lb, diameter 0.2 mm)
to the gear, two 0.8-mm diameter bores were drilled into the aluminum gear (Fig. 5.17.a).
The cable was first glued onto the bore  on the back of the gear, then wound through
the shaft carriage  (Fig. 5.17.b) in order to provide enough force to the disc shaft, and
then glued to the bore .

Figure 5.17: (a) Prototype of the gear–spool–cable mechanism with installation
sequence. (b) Cable winding method for the shaft carriage.

68

With appropriate cable tension and a suitable installation method, the cable is able to
provide good power transmission with no backlash. However, a small nonlinearity is
caused by the height of the shaft carriage (Fig. 5.18). The nonlinearity can be modeled as
follows:

d ' r


d

h
(R  )2  r 2  R2  r
2
100  100% .
d

(5.11)

The height of the carriage is h = 3.1 mm, the radius of the carriage is r = 4.7 mm, the
radius of the arc guide rail is R = 49.4 mm, the arc length between the two contacting
points (green dots in Fig. 5.18) is d = 17.2 mm, and d' is the cable length between the
contacting point (the left green dot in Fig. 5.18) and the edge of the carriage. Therefore,
the nonlinearity was calculated as 4.83%.

Figure 5.18: Model of the nonlinearity present in the gear–spool–cable mechanism.
R represents the radius of the arc guide rail, d represents arc length between the two
contacting points (green spots), d' represents the cable length between the contacting
point (left) and the edge of the carriage, r represents the radius of the carriage, and
h represents the height of the carriage.
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5.5.3

Power Motor Selection

The DRIFT project measured the torque value of pathological tremor from a total of 33
patients [97]. The reported wrist flexion/extension torque is 0.2 Nm. Even though the
research team did not clarify whether this value belongs to the Parkinsonian tremor or
other kinds of tremor, it provides a reference for the selection of the power motor for the
MMS.
Voluntary human motion is 3 Hz, and the angular range of motion for the index finger is
from -30ºto +90º[99] for flexion and extension and -71ºto 73º[100] for adduction and
abduction. Therefore, the minimal speed requirement for the power motor can be
calculated as follows:
min  MAX d  Av  sin(2 ft )   / dt  ,

(5.12)

where Av = 72ºrepresents the amplitude of the voluntary motion, f = 3 Hz represents the
frequency of the voluntary motion, and ψ represents the bias. The calculated minimal
speed for the power motor is 226 rpm.
The minimal requirements for the power motor are therefore 0.2 Nm nominal torque and
226 rpm nominal speed. According to this requirement, a combination of a BLDC motor
and a gearbox was selected, the details of which are shown in Table 5.3. The adoption of
this combination guarantees a sufficient and stable power supply for a system with
multiple MMS.
Table 5.3: Power motor specifications.
Part
Maxon EC 16 motor
Planetary gearhead GP 16

5.5.4

Specification

Diameter: 16 mm, nominal speed: 39400 rpm, nominal
torque: 17 mNm, stall torque: 221 mNm, weight: 58 g
Reduction ratio: 84:1, efficiency: 73%, weight: 29 g

MMS Prototype

Based on the CAD model, a prototype was created as shown in Fig. 5.19. For the current
project, the power motor was connected to only one MMS. The frictional cylinder was
installed on a cylindrical base that can be connected to a torque sensor for experimental
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evaluation. The dimensions of the MMS prototype are given in the Fig. 5.19. The total
weight of the MMS is 128.7 g. This weight does not include the weight of the power
motor support. The majority of the weight is from the steel support that confines the
motion of the disc support to only 1 DOF. The weight can be reduced to 112.4 g if the
disc support is machined using aluminum.
Apart from the weight and size, none of the tremor suppression devices reviewed in the
literature have reported the cost. However, the cost of the device is an important index
that influences whether the device is suitable for use in consumer products. Therefore, the
detailed cost of this prototype is given in Table 5.4.

Figure 5.19: Second prototype of the MMS. (a) and (b): side views of the MMS
actuation system. (c): side view of the passive cylinder, the cylinder is fixed on a base
that can be connected to a torque sensor for experimental evaluation.
The total price shown Table 5.4 includes the power motor. The total price of the MMS is
1589 CAD. From the chart, we can see that the machining fee counts for a large amount
of the total cost. This cost can be reduced when the MMS is produced in large quantities.
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Table 5.4: Prototype cost.
Part

Cost (CAD)

$143

Approx. $13

Material: $13
Machining fee: $390

$1030

Total

$1589
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5.6 Experimental Evaluation
5.6.1

Experimental Setup

In order to evaluate the performance of the MMS, an evaluation platform was designed
(Fig. 5.20). It contains two motion controllers (EPOS 24/1 and ESCON 36/3 EC, Maxon
Motors®), an incremental rotary encoder (E6C3-CWZ, OMRON®), a rotary torque
sensor (FSH02056, FUTEK®), a data acquisition (DAQ) card (USB-6002, NI®), one
microcontroller unit (MCU) (STC89C52RC, STC MCU®), and a power supply (BK
PRECISION®). A USB–Serial adapter was used to connect the EPOS motion controller
to a PC. The ESCON motion controller and the DAQ card communicate with the PC
through USB directly. The motion controllers are supplied with 24 V, the torque sensor is
supplied with 12 V, and the DAQ card and the MCU are supplied with 5 V.

5.6.2

Data Recording and Processing

The purpose of the DAQ card is to record the torque signal, the velocity of the miniature
motor and the velocity of the cylinder, and to transfer the processed data to the PC. Since
the DAQ card has only one counter, an additional MCU is introduced to calculate the
cylinder’s direction of rotation from the encoder’s output. The direction of rotation is
signaled to the DAQ card with digital 0 and 1. The DAQ’s analog input one is connected
to the torque sensor’s output, and the analog input two is connected to the ESCON’s
analog output one, which exports the speed of the miniature motor.
All signals were recorded directly by a PC using LabView software (Version 2014, NI®).
The sampling frequency was configured to 1 kHz. Data processing and analysis were
performed offline using MATLAB software (Version R2013a, The Mathworks, Inc.).
Prior to data analysis, each signal was filtered through a low-pass filter with a cutoff
frequency of 30 Hz.
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Figure 5.20: Experimental setup for MMS evaluation. Left: front view of the
evaluation platform. It contains a torque sensor, an encoder, one MMS, two motion
controllers and one USB–serial adapter. Right: bottom view of the evaluation
platform. It contains one DAQ card and one MCU.

5.6.3

Coating Material for the Disc and Cylinder

Friction plays an important role in the MMS. In order to achieve good transmission
efficiency, high friction must exist between the disc and the cylinder. It is known that the
magnitude of the friction is determined by both the friction coefficient and the normal
force. Considering the small size of the MMS and the materials used to manufacture its
components, it is important to choose a proper coating material for the frictional disc and
the cylinder. An experiment was designed to select the proper coating material for the
disc and cylinder. The experimental setup includes a weight hanger and weight set which
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includes 50 and 100 gram weights. The weight hanger (99.8 g) was connected to the
grooved shaft collar (10 mm radius) through a nonstretchable cable. Three different
materials were tested on the disc and two materials on the cylinder, consequently, 6
material combinations were tested. A total of 20 trials were performed for each material
combination. The contact force was held at 11.52 N for all trials, calculated using the
torque information measured from the torque sensor and considering a moment arm of
34.75 mm. The three materials tested on the disc were Ecoflex 00-30 silicone, natural
rubber and a commercial mounting tape. The two materials tested on the cylinder were
neoprene rubber and mounting tape.
The disc shaft was first fixed at the midpoint of the arc guide rail to guarantee the
cylinder’s speed remaining at zero. Weights were then mounted on the hanger until the
cylinder started to rotate. The mean ± standard deviation (SD) of the maximal applied
weights for the different materials are given in Fig. 5.21.

Figure 5.21: Friction comparison between different materials for the disc and the
cylinder. The total trial number for each material combination was 20.
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The results show that the mounting tape has the highest friction coefficient and that the
silicone has the lowest. Therefore, the mounting tape was chosen as the coating material
for the current study.
However, it was found during the evaluation process that the mounting tape has a few
limitations that generate the need to select better materials. These limitations are listed
below:


Due to the high compliance property, the deformation of the mounting tape generates
high nonlinearity at the output.



The thickness of the mounting tape has a large impact on the effective radius of the
disc.



The friction coefficient of the mounting tape is not enough for high torque
transmission.

To further increase the friction between the disc and the cylinder, the adoption of high
friction material is required, for example, microfiber array based stiff polymers [101],
gecko tape [102], or fibrillar interfaces [103]. In addition, compliance is another metric
that must be considered when selecting a proper coating material.

5.6.4

Performance Evaluation

The results from the previous section showed that the mounting tape is the best option
among the other tested materials. In this section, a number of indices of the MMS were
investigated based on the chosen coating material. The performance evaluation is
described in the following sequence: 1. the range of motion, 2. step response and 3.
dynamic output torque of the MMS.
As shown in Fig. 5.19, the maximal angular range of the arc guide rail is 68º. Since each
side of the shaft carriage is confined by the end of the arc guide rail, the actual operating
range of motion for the disc shaft along the arc guide rail was measured as 62.8º. Prior to
testing the output speed range of the MMS, the EPOS motion controller was used to
control the speed of the power motor to 20,000 rpm. The disc shaft was initially moved
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from one end of the arc guide rail to the other. The speed range of the cylinder is given in
Fig. 5.22.
The bottom figure in Fig. 5.22 shows the rotation of the miniature motor in time series
(three cycles are shown). The maximal rotation is 5.5 revolutions, which corresponds to
31.46ºfor the disc shaft. With respect to the peak value of the rotation, the cylinder speed
range was calculated as [-123 ± 7, 122 ± 6] rpm with a sample size of 10. Since the
cylinder speed is proportional to the speed of the power motor at a given position, the
cylinder speed of the current configuration can reach up to 241 rpm when the power
motor operates at its nominal speed, which is 39,400 rpm.

Figure 5.22: Speed of the cylinder corresponding to the rotation of the miniature
motor.
It is worth noting that the cylinder speed should reach up to 238 rpm when the edge of the
disc contacts the cylinder (with the power motor operating at 20,000 rpm). However, the
current design only reaches 122 rpm. This is because the maximal pivot angle of the disc
shaft is limited by the arc guide rail. Therefore, the effective contact radius of the disc is
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only 68% of the cylinder’s radius. Furthermore, the precision of the 3D printed disc and
the thickness of the coating material also affect the effective contact radius. Therefore,
the maximal effective transmission ratio is restricted to 0.51, i.e., the efficiency of the
MMS motion transmission is 75%.
The advantage of using a smaller angular range for the arc guide rail is the reduced size
of the MMS, The response time of the MMS is also shorter. However, the maximal
transmission ratio is restricted because the effective radius of the disc (rin) is limited to a
smaller value.
In addition to the range of motion, the response time of the MMS was also tested. Since
different positions of the disc shaft correspond to different cylinder speeds, a double
closed loop control system was implemented to control the miniature motor, which
includes both position control and speed control (Fig. 5.23).

Input

kpp

-

PI Controller

Miniature Motor

ωm

Speed loop
Position loop

Integral

Figure 5.23: The position control flow graph for the miniature motor. ωm is the
miniature motor’s speed. kpp is the velocity gain.
For the inner loop, a PI controller was used to control the speed of the motor. The
position of the motor shaft is calculated as the integral of its speed. The amplitude of the
step input was given as 4.69 revolutions, which corresponds to the cylinder speed of 80
rpm. The parameters used in this control system are given in Table 5.5.
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Table 5.5: Parameters of the double-closed loop.
Parameter
Velocity gain, kpp
Proportional gain, kc
Integral time, Ti
Derivative gain, Id
Sampling frequency
Time step

Value
70
0.004
0.05
0
1 kHz
1 ms

The step response of the cylinder speed, motor rotation and motor speed are shown in Fig.
5.24. The response time is measured as the time span before 95% of the actual value is
reached after the input is applied. Using the current parameters, the response time of the
motor rotation is 206 ms. Ideally, the cylinder speed should reach its maximum value at
the same time that the miniature motor rotation reaches its maximum value. However,
comparing the top figure with the middle figure in Fig. 5.24, it was found that there is a
53.3 ms time delay in the transmission, i.e., the cylinder reaches the target value 53.3 ms
after the miniature motor reaches its target value. This delay may be caused by the inertia
of the cylinder and the compliance of the coating materials (Fig. 5.25).
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Figure 5. 24: Step response of the MMS. The input (red line) was given as 80 rpm.
Ideally, the contact area between the cylinder and the disc is merely a line. However,
different coating materials have different compliance. Therefore, the resultant contact
area is different. For the current configuration, mounting tape was adopted as the coating
material, as described earlier. The compliance of this material is relatively high compared
to the other solid materials. This generates a large contact area between the cylinder and
the disc. Therefore, the existence of the time delay may be caused by the material
compliance.
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Figure 5.25: Diagram of the excessive contact surface area.
Finally, the dynamic output torque of the MMS was tested. The disc was positioned at its
maximal pivot angle. A weight set hanger was connected to the grooved shaft collar
through a Spectra® fiber. A 700 g weight was first added to the hanger followed by 100
g and 50 g weights until the cylinder started to slip. The contact force between the disc
and cylinder was held at 12 N for all trials. A total of 20 trials were performed. The
maximal lifting force of the MMS was found to be 1024.5 ± 59.6 g. The corresponding
torque was 0.1 ±0.01 Nm.
According to the specifications of the power motor, the maximal dynamic torque is 0.4
Nm. With the current configuration, the output of the MMS only reaches 25% of the
dynamic torque of the power motor. One feasible solution to increasing the torque
transmission efficiency is to increase the contacting force between the disc and the
cylinder. However, too much force would impact the performance of the miniature motor,
and it may also reduce the robustness of the MMS system. Therefore, the importance of
finding a material with a high friction coefficient for the disc and cylinder is crucial to the
performance of the MMS.

5.6.5

Motion Tracking

In this section, the continuous motion performance of the MMS was tested. The same
position control algorithm (Fig. 5.23) was adopted for this test. The only difference was
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that instead of giving a constant value to the input, a sinusoidal signal was used. The
parameters of the control system are given in Table 5.6.
Table 5.6: Parameters of the double-closed loop.
Parameter
Input signal frequency
Input signal amplitude
kpp
kc
Ti
Id
Sampling frequency
Time step

Value
2 Hz
3 revolutions
70
0.004
0.05
0
1 kHz
1 ms

Fig. 5.26 shows the motion results for the cylinder and the miniature motor. With the
current parameters, the maximum amplitude of the miniature motor rotation is measured
as 3.27 revolutions, which corresponds to the maximum cylinder speed from the middle
figure (76 rpm). The cylinder position was calculated as the integral of the cylinder speed.
The corresponding maximum cylinder position amplitude was 32.1º.
Theoretically, the amplitude of the cylinder position is 43.9ºfor the demanded input
amplitude (3 revolutions). However, the experimental results show that only 73.2% of the
theoretical value is achieved. This result is consistent with the efficiency of the MMS
motion transmission achieved in the previous section.
This section shows that the MMS is able to trace the demanded trajectory. However, due
to the precision of the disc surface and the thickness of the coating material, the motion
transmission efficiency of the MMS is about 75%.
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Figure 5.26: Continuous motion of the MMS.

5.7 Conclusions
A MMS was designed and a prototype was built. The total weight of the MMS is 128 g.
Since the core of the MMS is a frictional drive system, the transmission ratio would
remain nearly constant if the size of the MSS is scaled up or down. This feature allows
the size and the weight of the MMS to be reduced in the future depending on the
application.
In addition to the size and weight, another benefit of the MMS is the power consumption.
The MMS is controlled by a 2 W miniature motor and the power source is a 60 W motor.
The adoption of two MMS’s would significantly reduce the total power consumption
compared to an application that uses two 60 W motors. This feature is especially
important for wearable devices because battery life is always a significant constraint.
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Longer working times require a larger battery. Therefore, the weight of the device would
increase by a large amount. The invention of the MMS may provide a promising solution
for this issue.
There are currently two issues regarding the efficiency of the MMS. First, the motion
transmission efficiency is affected by the precision of the disc and the thickness and
compliance of the coating material. An imprecise disc surface increases the nonlinearity
of the output, which affects the robustness of the control system. A thick material reduces
the transmission ratio, and the compliance of the material prolongs the response time of
the MMS. Second, the torque transmission efficiency is relatively low because the
coating material used cannot provide sufficient friction.
The following chapter summarizes the current work and makes suggestions for the issues
that have been identified and related future work.
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Chapter 6

6

CONCLUSIONS AND FUTURE RESEARCH

The work presented in this thesis was focused on studying the nature of PD tremor and
investigating tremor suppression technology for PD hand tremor. A comprehensive
literature review was performed to identify the existing gap in the study of tremor and
tremor suppression devices. A large amount of effort has been given to elbow and wrist
tremor; however, hand tremor has not received the same amount of attention.
Furthermore, there are currently no commercially available wearable tremor suppression
devices for patient use.
The analysis of PD hand tremor presented in Chapter 3 provides the characteristics of PD
finger tremor and wrist tremor. Based on this tremor data and the characteristics of
tremor, a two-harmonics-model-based WFLC–KF tremor estimator was introduced and
proven to have better performance than the estimators that use a single harmonic model.
The MMS presented herein is an alternative to the costly and heavy actuators available
for use in wearable devices. It combines the concepts of CVT and differential
mechanisms, and adopts the principle of a frictional drive to achieve continuous speed
and direction change with minimal components. Based on the concept, a prototype was
designed and tested. The experimental evaluation has shown that the MMS prototype
presents good performance on motion transmission. However, limitations on the coating
material affect the torque transmission. Nevertheless, the feasibility of the concept of the
MMS was proven. The specific contributions of this work are detailed in the following
section.

6.1 Contributions
This work studied the characteristics of PD hand tremor based on real patient data,
investigated the impact of the tremor model on the tremor estimation algorithm, and
described the design of a MMS for a wearable tremor suppression glove. The specific
contributions of this work are given below:
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The characteristics of hand tremor from a total of 18 PD patients were analyzed. The
frequencies of the 1st, 2nd and 3rd harmonics for the resting tremor of all joints lie
within the range of 3.5 Hz to 5.8 Hz, 6.9 Hz to 11.5 Hz, and 10.4 Hz to 17.3 Hz,
respectively. For the postural tremor, the 1st through the 3rd harmonics are within the
ranges of 3.9 Hz to 7.7 Hz, 7.7 Hz to 11.2 Hz, and 11.5 Hz to 16.8 Hz, respectively.



The results of tremor data analysis showed that a large amount of PD tremor motion
consists of multiple harmonics, and the second and third harmonics are of
considerable significance, therefore, they should not be neglected. These findings
supplement a gap in the study of tremor.



The effect that the number of the harmonics within a PD tremor model has on a
tremor estimation algorithm was investigated. A WFLC–KF tremor estimator was
tested using real tremor data. The result indicates that the use of multiple harmonics
in a tremor model provides better estimation performance than using a
monoharmonic tremor model. There was a 13% increase in the estimation accuracy
and the correlation was increased from 0.96 to 0.99.



Finally, a novel mechanism, i.e., an MMS, was developed for potential use in a
wearable tremor suppression glove. The MMS uses a low-power miniature motor to
control the transmission ratio. The size of the MMS can be scaled up and down for
different applications. Furthermore, it doesn’t require high power to actuate;
therefore, its use for a wearable device may extend the battery life of the device.

6.2 Future Research
Although significant progress towards the development of a wearable tremor suppression
glove was achieved, a significant amount of work can be foreseen. The future work
regarding the development of the glove is as follows:


PD tremor modelling: The widely used tremor model is developed based on a
harmonic model that consists of only pure sinusoidal components. However, real
tremor signals are not a combination of pure sinusoidal signals. In order to improve
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the performance of tremor suppression, it is necessary to develop a more advanced
PD tremor model.


Tremor estimation: The current tremor estimators have satisfactory performance on
estimating the tremor signal. However, issues regarding phase lag, tremor amplitude
tracking and tremor frequency tracking still have a huge impact on the overall
performance of the estimator. In addition, most of the estimators use a simplified
tremor model as a reference. Although this approach is not computationally
expensive, the accuracy of the estimator is compromised. Therefore, the importance
of developing a more intelligent tremor estimator in the future work is identified.



Interpretation of forearm EMG signal to finger motion: The forearm EMG signals
collected from the patient trials have not been studied yet. However, the EMG-tofinger-motion map may be beneficial for a wearable tremor suppression glove,
because the size of the glove can be minimized by moving the sensing system from
the hand to the forearm. In addition, unlike an IMU, the orientation of the electrode
does not change the output data. Therefore, the calibration process of the glove could
be simpler for the user if EMG sensor is adopted.



Friction material for the MMS: The torque transmission performance of the MMS is
highly dependent on the coating material of the cylinder and the disc. In order to
increase the efficiency of the torque transmission, an in-depth study of the friction
material selection and installation is required. The material selection must consider
not only the friction coefficient, but also the durability of the material to ensure
predictable and robust operation.



Configuration of the MMS: Although the size of the MMS can be scaled down,
further configuration optimization should be conducted for the purpose of designing
a lightweight and compact tremor suppression device for hand tremor. For example,
the placement of the steering motor can be optimized to reduce the size of the MMS;
the length of the cylinder, the height of the hemispherical disc and the length of the
disc shaft can be miniaturized to reduce the size and weight of the MMS.
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Appendix A
Software Development for Data Acquisition
A customized graphical user interface (GUI) was developed to manage data transfer from
the sensing devices to a PC. The function of the software is given below:
1. To collect inertial information from 5 IMUs, position information from an Aurora
system and EMG information from a Myo (Thalmic Labs Inc.) arm band (the EMG
data were not studied in this work).
2. To synchronize all data to the same timestamp.
3. To include all five tasks with visual instructions.
4. To count time duration for each task.
The GUI was developed in C++ using windows form in Visual Studio 2013. A screen
shot of the GUI is shown in Fig. A.1. Prior to the start of data collection, an initialization
process must be performed to set the sensing system to the ready state. After each task, a
folder labeled with the task number and patient number is created for each data file.

Figure A.1: Graphical user interface for hand tremor data acquisition.
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Appendix B
Permissions and Approvals
The following forms and approval are presented in this Appendix:


Ethics approval for the PD hand tremor assessment from the Western University
Health Science Research Ethics Board (HSREB)



Consent form for the participant of the tremor assessment study
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